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Detection of methicillin-resistant Staphylococcus 
aureus directly by loop-mediated isothermal 
amplification and direct cefoxitin disk diffusion tests
L. Metwally,1 N. Gomaa 1 and R. Hassan 2

ABSTRACT We evaluated the utility of 2 methods for detection of methicillin-resistant Staphylococcus aureus (MRSA) 
directly from signal-positive blood culture bottles: loop-mediated isothermal amplification (LAMP) assay, and direct 
cefoxitin disk diffusion (DCDD) test using a 30 μg cefoxitin disk. In parallel, standard microbiological identification 
and oxacillin susceptibility testing with MecA PCR was performed. Of 60 blood cultures positive for Gram-positive 
cocci in clusters, LAMP (via detection of the FemA and MecA genes) showed 100% sensitivity and specificity for 
identification of MRSA/MSSA. When coagulase-negative staphylococci were tested, sensitivity for detection of 
methicillin resistance was 91.7% and specificity was 100%. DCDD along with direct tube coagulase assay detected 
only 80.6% of MRSA/MSSA. LAMP showed higher diagnostic accuracy although DCDD was more cost-effective and 
did not require additional reagents or supplies.
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العروة، واختبارات  املتساوي احلرارة بواسطة  التضخيم  للميثيسيلني من خالل  املقاومة  الذهبية  للعنقوديات  املبارش  الكشف 
املبارش السيفوكسيتني  قرص  انتشار 

لبنى متويل، ناهد مجعة، رانيا حسن

اخلالصة: قد قامت الباحثات بتقييم فائدة طريقتني للكشف املبارش للعقديات الذهبية املقاومة للميثيسيلني املستمدة من زجاجة زرع الدم اإلجيابية 
العالمة؛ والطريقتان مها املقايسة بالتضخيم املتساوي احلرارة بواسطة العروة، واختبار االنتشار املبارش لقرص وغرام. وأجرت الباحثات بموازاة 
ذلك اختبارات للكشف املعياري للمكروبات مع االستجابة لألوكسيسيلني باستخدام التفاعل السلسيل للبوليمراز عىل مادة MecA. ومن بني 60 
رة اإلجيابية الغرام، تبنيَّ أن هناك 100 % استجابة ونوعية لكشف التضخيم املتساوي احلرارة بواسطة العروة )عرب  زجاجة زرع دم إجيايب للجراثيم املكوَّ
كشف جينات FemA و MecA(. وعند إجراء االختبار عىل املكورات العنقودية السلبية إلنزيم التخثري )كوأغيوالز( وجدت الباحثات أن حساسية 
كشف املقاومة للميثيسيلني بلغت 91.7 % بينام بلغت النوعية 100 % كام أن استخدام االنتشار املبارش لقرص السيفوكسيتني مع املقايسة املبارشة يف 
األنبوب إلنزيم التخثري مل يكشف إال 80.6 % من اجلراثيم العنقودية املقاومة للميثيسيلني، واملستجيبة له. وهكذا اتضح أن التضخيم املتساوي احلرارة 
فره االنتشار املبارش ألقراص السيفوكسيتني، وأنه أكثر مردودًا وال يتطلب إمدادات أو كواشف إضافية. بواسطة العروة يوفر دقة تشخيصية أعىل مما يوَّ

Détection de Staphylococcus aureus résistant à la méthicilline directement par amplification isotherme 
induite par boucle et par tests de diffusion sur disque à la céfoxitine directs

RÉSUMÉ Nous avons évalué l'utilité de deux méthodes de détection de Staphylococcus aureus résistant à la méthicilline 
directement à partir des flacons d'hémoculture donnant des signaux positifs à l'aide de l'amplification isotherme induite 
par boucle ainsi que de tests de diffusion sur disque de 30 μg de céfoxitine directs. En parallèle, une identification 
microbiologique normalisée et un test de sensibilité à l'oxacilline par PCR visant l'amplification du gène MecA ont été 
réalisés. Sur 60 hémocultures positives pour les cocci à Gram positif en grappes, l'amplification isotherme induite par 
boucle (au moyen du dépistage des gènes FemA et MecA) a montré une sensibilité et une spécificité de 100 % pour 
l'identification de Staphylococcus aureus résistant et sensible à la méthicilline. Lorsque les staphylocoques à coagulase 
négative ont été analysés, la sensibilité pour la détection de la résistance à la méthicilline était de 91,7 % et la spécificité de 
100 %. Les tests de diffusion sur disque de céfoxitine directs ainsi que le dosage direct de la coagulase à partir des flacons 
ont détecté seulement 80,6 % des Staphylococcus aureus résistants/sensibles à la méthicilline. L'amplification isotherme 
induite par boucle a montré une exactitude diagnostique supérieure, même si les tests de diffusion sur disque à la 
céfoxitine directs étaient d'un meilleur rapport coût-efficacité et n'exigeaient ni réactifs ni fournitures supplémentaires.
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Introduction

Staphylococcus aureus bacteraemia is 
associated with high mortality rates 
and prolonged hospital stays [1–3], 
and therefore prompt detection and 
differentiation of S. aureus from coag-
ulase-negative staphylococci (CoNS) 
and methicillin-susceptible strains has 
significant prognostic, therapeutic and 
economic value. Fast turnaround times 
for positive results, defined as definitive 
identification of methicillin-resistant 
S. aureus (MRSA), are crucial so that 
appropriate antimicrobial agents can 
be chosen promptly [4]. Conventional 
methods for the identification of S. au-
reus in positive blood cultures normally 
require at least 24 hours, during which 
time patients receive empirical treat-
ment, while an additional 24 hours is 
necessary to complete the antibiotic 
susceptibility testing [4].

Although a number of rapid and 
accurate tests have been developed for 
detection of MRSA directly from blood 
culture bottles flagged positive [5–10], 
these tests are much more costly than 
conventional methods, and those us-
ing molecular testing with real-time 
polymerase chain reaction (PCR) often 
require molecular expertise and equip-
ment that may not be readily available 
in laboratories in developing countries. 
A rapid and low-cost diagnostic assay 
for MRSA from blood culture bottles 
is particularly needed in hospitals in 
Egypt, where wide dissemination of 
MRSA has been reported by previous 
studies [11,12]. For instance, in a study 
by Said et al. in 3 large university hos-
pitals, 64% of S. aureus isolates causing 
bloodstream infections were MRSA 
[13]. The authors attributed these find-
ings to a number of factors, including 
empirical treatment without laboratory 
confirmation of susceptibility patterns 
and incomplete treatment courses with 
antibiotics.

Loop-mediated isothermal ampli-
fication (LAMP) is a strand displace-
ment amplification technique [14] 

which utilizes a set of 4 to 6 specially 
designed oligonucleotide primers and 
a specific DNA polymerase (Bst). Via 
the process of strand displacement am-
plification, a dumbbell DNA structure 
is produced which serves as a template 
for cycle amplification. The lack of a 
need for a thermocycler, the speed of 
the reaction and visual read-out make 
LAMP a promising platform for the 
development of a simple and sensitive 
near-patient tool for the molecular de-
tection of MRSA in resource-limited 
settings [15].

In the light of the pressing need for 
hospitals in Egypt to implement sound 
infection prevention and control pro-
grammes to reduce the transmission 
of MRSA, this study aimed to test 2 
approaches for rapid detection of 
MRSA directly from blood culture bot-
tles: the LAMP method targeting the 
S. aureus-specific FemA and MecA genes 
responsible for methicillin resistance; 
and the direct cefoxitin disk diffusion 
(DCDD) test along with direct tube 
coagulase. These tests were compared 
with conventional identification assays 
to evaluate the usefulness of these rapid 
tests and to assess the appropriateness 
of incorporating either of these proto-
cols into the algorithm of testing blood 
cultures with Gram-positive cocci in 
clusters (GPCC) in a peripheral labora-
tory.

Methods

Clinical specimens
BacT/Alert blood culture bottles (bio-
Mérieux) were routinely inoculated 
with 5–10 mL blood from adult pa-
tients. Bottles were inserted into BacT/
Alert 3D 60 instruments (bioMérieux) 
and incubated at 37 °C. When a positive 
signal was indicated, the culture fluid 
was retrieved and Gram stained.

A total of 60 consecutive blood cul-
ture bottles (1 per patient) that were 
positive for GPCC were collected from 
patients with suspected bacteraemia 

in Suez Canal University Hospital, Is-
mailia, Egypt, from June to December 
2012. In addition, 15 specimens from 
blood culture bottles that were nega-
tive for bacterial and fungal pathogens 
after 5 days incubation were included as 
negative control samples.

Approval to perform the study was 
obtained from the ethics committee in 
the Faculty of Medicine, Suez Canal 
University, Egypt and the management 
board of the hospital.

Laboratory methods
If GPCC were observed in samples, a 
1 mL aliquot was used directly for the 
LAMP assay and DCDD test. In paral-
lel, standard microbiological identifica-
tion and antibiotic susceptibility testing 
were performed.

Standard microbiological identifi-
cation and antibiotic susceptibility 
testing
For this purpose, blood culture 
medium was subcultured onto 5% 
sheep blood agar and chocolate agar 
(Oxoid) and incubated at 35 °C 
aerobically in a 5% CO2 for 24 to 48 
h. Bacterial isolates were identified pri-
marily by colony morphology, Gram 
stain, catalase and tube coagulase tests. 
Definite identification was performed 
using the API Staph-Ident system 
(bioMérieux).

In vitro antimicrobial susceptibility 
testing to identify oxacillin resistance 
in strains was accomplished using 30 
μg cefoxitin (Oxoid) disk by a disk dif-
fusion method in accordance with the 
Clinical and Laboratory Standards In-
stitute (CLSI) guidelines using Muller-
Hinton agar (Oxoid) and McFarland 
0.5 standard [16].

Detection of the MecA gene was 
performed by conventional PCR meth-
ods using previously described primers 
[17]. Positive blood culture bottles were 
reincubated at 37 °C until the results 
of direct tests were available. S. aureus 
(ATCC 25923) and MRSA (ATCC 
33592) were used as controls.
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Direct tube coagulase and direct ce-
foxitin disk diffusion test
The tube coagulase test was performed 
directly from the blood culture broth; 
a positive result indicated by formation 
of a clot was evaluated after incubation 
of 5 drops of culture broth and 0.5 mL 
of rabbit plasma at 35 °C for 4 h [18]. 
The test results were reported the same 
day that the blood culture flagged posi-
tive. Specimens that were negative by 
direct-tube coagulase were subjected 
to slide and/or tube coagulase testing 
from isolated colonies carried out the 
next morning along with interpretation 
of the DCDD test.

The DCDD test was performed 
directly from blood culture bottles 
according to the method described 
previously [19], except for the use of 
standardized Muller-Hinton agar in 
place of tryptic-soy-blood agar plate. 
In brief, a sterile swab, soaked with 
an aliquot of blood culture fluid, was 
streaked on a 100 mm Muller-Hinton 
agar plate (Oxoid) and afterwards a 
cefoxitin disk (30 μg; Oxoid) was 
placed and the plates were incubated 
for 24 h at 37 °C. The zone of inhibition 
around the cefoxitin disk was measured 
and interpreted as susceptible, resist-
ant or indeterminate compared with 

standardized cefoxitin disk diffusion 
testing using the CLSI breakpoints (for 
S. aureus: susceptible ≥ 22 mm, resistant 
≤ 21 mm; for CoNS: susceptible ≥ 25 
mm, resistant ≤ 24 mm) and the results 
of MecA PCR assay.

DNA extraction
Bacterial DNA extraction was per-
formed directly from positive blood 
cultures. DNA was extracted from posi-
tive blood culture fluid as described by 
Fredricks and Relman [20] using the 
benzyl alcohol/guanidine hydrochlo-
ride organic extraction. To reduce the 
time required to air-dry the precipitated 
DNA, we followed the modifications 
described by Hogg et al. [21] as follows; 
the DNA pellet was washed and eluted 
through a Qiagen® spin column, the 
column was incubated at room tem-
perature for 5 min and centrifuged at 
6000 × g for 1 min. The DNA extract 
was stored at −20 °C.

LAMP assay
In order to distinguish between S. au-
reus and CoNS and to define oxacillin 
resistance, the FemA and MecA genes 
respectively were targeted in the LAMP 
assay. Primers for the LAMP assay have 
been published previously [22]. For 
each target gene, a set of primers to 

target 8 distinct regions were included 
to accelerate the LAMP reaction (Table 
1) [23].

The LAMP reaction was made in 25 
μL by mixing 1.6 μM each inner primer, 
0.2 μM each outer primer, 0.8 μM each 
loop primer, 20 mM tris-HCl, 10 mM 
KCl , 10 mM (NH4)2SO4, 1.4 mM 
dNTP, 9 mM MgSO4, 0.8 M Betain 
(Sigma-Aldrich), 8 U Bst DNA poly-
merase (New England Biolabs). The 
mixture was incubated at 63 °C for 45 
min and the reaction was heat-stopped 
at 80 °C for 2 min.

SYBR® Green (Invitrogen) 0.1% was 
added to each reaction tube. Positive 
reaction containing LAMP products 
was visualized with the naked eye as well 
as by imaging under an ultraviolet (UV) 
light source (Figure 1); during the initial 
optimization experiments, amplicons 
were evaluated by electrophoresis in 2% 
agarose gel (0.5 × tris-borate-EDTA) 
(Figure 2). Samples were tested in du-
plicates to ensure reproducibility.

Results

The 60 signal-positive blood culture bot-
tles with growth of GPCC revealed by 
Gram staining were tested using standard 

Table 1 Primers for the loop-mediated isothermal amplification (LAMP) assay for detection of FemA and MecA genes 

Primers Sequences (5′ to 3′) Position

FemA

F3 ATGCTGGTGGTACATCAA 1022–1039

B3 TGGTTTAATAAAGTCACCAACAT 1217–1239

FIP GGTCAATGCCATGATTTAATGCATA-GCATTCCGTCATTTTGCC 1042–1059, 1093–1117

BIP CAGAAGATGCTGAAGATGCTGG-TCAATAATTTCAGCATTGTAACC 1151–1172, 1192–1214

LF AATCATTTCCCATTGCACT 1068–1089

LB TGTAGTTAAATTCAA 1173–1187

MecA

F3 AAGATGGCAAAGATATTCAACT 956–977

B3 AGGTTCTTTTTTATCTTCGGTTA 1148–1170

FIB GTGGATAGCAGTACCTGAGCC-TTGATGCTAAAGTTCAAAAGAGT 983–1005, 1033–1053

BIB CCTCAAACAGGTGAATTATTAGCAC-CTTCGTTACTCATGCCATAC 1054–1078, 1116–1135

LF TAATCATTTTTCATGTTG 1014–1031

LB TGTAAGCACACCTTCATATGACGT 1080–1103

F3 = forward outer primer; B3 = backward outer primer; FIP = forward inner primer; BIP = backward inner primer; LF = loop forward primer; LB = loop backward primer.
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microbiological methods along with 
MecA PCR as the gold standard. The 
samples were identified as 19 MRSA, 17 
methicillin-sensitive S. aureus (MSSA), 
12 methicillin-resistant coagulase-neg-
ative staphylococci (MRCoNS) and 9 
methicillin-sensitive coagulase-negative 
staphylococci (MSCoNS); 1 culture 

grew Micrococcus luteus and 2 cultures 
yielded no growth on subculture.

LAMP assay
The specimens were tested by the 
LAMP assay for the presence of the 
MecA gene encoding oxacillin resistance 
and for the S. aureus-specific FemA gene. 

The LAMP successfully amplified the 
genes under isothermal conditions at 
63 °C; all 36 S. aureus isolates were cor-
rectly identified when compared with 
standard laboratory procedures. The 
identification of MRSA was correctly 
made for all 19 isolates; the remaining 
17 isolates were correctly identified as 
MSSA (Table 2). Accordingly, for all 
S. aureus isolates, the method showed 
100% sensitivity and specificity and 
predictive values of 100% for positive or 
negative test results.

When the LAMP assay was used 
for detection of the MecA gene in 
CoNS (FemA negative specimens), 
1/12 MRCoNS tested was negative 
for MecA (shown in bold type in Table 
2), giving a sensitivity of 91.7% and 
negative predictive value 90.0%. The 
positive predictive value was 100%, 
with no false positives observed. All 
blood cultures (n = 15) that showed no 
growth after 5 days incubation in the 
BacT/Alert instrument were negative 
by the LAMP method.

Direct tube coagulase and 
DCDD test
As shown in Table 3, using standardized 
phenotypic methods and MecA-PCR, 
all S. aureus samples that had zone sizes 
≤ 19 mm with the DCDD test (n = 15) 
were confirmed as oxacillin resistant, 
and all samples with zone sizes ≥ 22 mm 
with this method (n = 14) were con-
firmed to be oxacillin susceptible. Thus, 
accurate and direct detection of oxacil-
lin resistance in S. aureus isolates could 
be achieved 1 day earlier for 29/36 
(80.6%) of blood culture samples, with 
100% sensitivity and specificity. Nev-
ertheless, there were 7/36 isolates with 
zone sizes 20 mm or 21 mm, which 
represented a mixture of both MRSA 
and MSSA isolates (shown in bold type 
in Table 3). Hence, isolates with these 
zone sizes could not be determined 
to be oxacillin resistant or susceptible 
using direct testing, giving an overall 
sensitivity and specificity of the test of 
78.9% and 82.4% respectively. 

Figure 1 Visual detection of loop-mediated isothermal amplification (LAMP) 
product dyed with SYBR Green under ultraviolet light. Tubes 1, 2 and 3 show 
intense bright fluorescence; tube 4 is negative

Figure 2 Agarose gel electrophoresis of loop-mediated isothermal amplification 
(LAMP) amplified products for FemA gene. Lanes 1–6 are positive for 
Staphylococcus aureus; lanes 7, 8 and 9 are nuclease-free water; lane M is 100-base 
pair DNA ladder
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As regards the use of DCDD in 
CoNS isolates, 6/21 isolates (28.6%) 
with cefoxitin zone sizes 22, 23 or 24 
mm (shown in bold type in Table 3) 
could not be confirmed as oxacillin re-
sistant. Of the isolates with zone sizes ≤ 
21 and ≥ 25 mm, 15/21 (71.4%) could 
be determined as oxacillin resistant or 
susceptible, with 100% sensitivity and 
specificity.

Discussion

Rapid and accurate detection of MRSA 
bacteraemia allows rapid adoption of 
suitable antibiotic therapy and reduces 
the empirical use of vancomycin [24]. 
In the present study, in an attempt to 
determine a practical and simple diag-
nostic approach for the timely detection 
of MRSA from positive blood cultures, 
we evaluated the utility of 2 low-cost 
methods: the LAMP and DCDD 
tests. These methods were selected 

based on the premise that they would 
increase the speed of reporting results 
and obviate the need for specialized 
equipment or highly trained personnel. 
Instead, most of the costs are in the form 
of reagents and supplies, which in the 
case of LAMP is about 80 US cents per 
sample (including the extraction step) 
compared with 40 US cents per sample 
using DCDD.

We tested a total of 75 samples in 
blood culture bottles by MRSA LAMP, 
with successful detection of all cases 
of MRSA and MSSA. Hence, at least 
for MecA-negative and FemA-positive 
blood cultures, empirical therapy could 
be timely adjusted to isoxazolyl penicil-
lins, thus preventing needless use of 
antibiotics such as vancomycin or lin-
ezolid which are associated with addi-
tional side-effects, selection of resistant 
isolates and higher costs.

LAMP analysis directly from the 
blood culture bottle required a total 
time of approximately 120 min (60 min 

for preparation and 60 min for the reac-
tion) in addition to 50 min to perform 
the extraction. By comparison, conven-
tional laboratory procedures require 
between 48 and 72 h. The overall test 
accuracy for detection of MRSA was 
100% and predictive values of 100% for 
positive and negative test results. The 
results were superior to those presented 
by previous studies using real-time PCR 
in blood culture bottles [25,26].

Nevertheless, 1 CoNS (S. epider-
midis) isolate was confirmed to be oxa-
cillin-resistant by phenotypic methods, 
although this isolate was negative by 
MecA LAMP assay (predictive value 
90.0%). It is improbable that a problem 
in DNA extraction caused this isolate 
to be negative, since this should also 
have happened in S. aureus-positive 
blood cultures. A likely explanation 
could be the over-expression of beta-
lactamases by this isolate, causing a so-
called borderline oxacillin resistance 
S. aureus [27]. Unfortunately, tests to 

Table 2 Results of loop-mediated isothermal amplification (LAMP) assay for detection of FemA and MecA genes compared 
with standard microbiological methods on Staphylococcus aureus and coagulase-negative staphylococci 

Standard method results LAMP results (no. of isolates)

FemA+ MecA+ FemA+ MecA– FemA– MecA+ FemA– MecA–

MRSA (n = 19) 19 0 0 0

MSSA (n = 17) 0 17 0 0

MRCoNS (n = 12) 0 0 11 1

MSCoNS (n = 9) 0 0 0 9

Others (n = 3) 0 0 0 3a

a1 culture grew Micrococcus luteus and 2 cultures yielded no growth on subculture. 
n = total number of isolates tested. 
MRSA = methicillin-resistant Staphylococcus aureus; MSSA = methicillin-sensitive S. aureus; MRCoNS = methicillin-resistant coagulase-negative staphylococci; 
MSCoNS = methicillin-sensitive coagulase-negative staphylococci. 

Table 3 Results of direct cefoxitin disk diffusion (CFDD) test on MecA-positive and MecA-negative Staphylococcus aureus and 
coagulase-negative staphylococci compared with standard microbiological methods 

Standard method 
results

CFDD results (no. of isolates) for cefoxitin zone diameters:

≤ 16 mm 17 mm 18 mm 19 mm 20 mm 21 mm 22 mm 23 mm 24 mm 25 mm ≥ 26 mm

MRSA (n = 19) 6 2 3 4 2 2 0 0 0 0 0

MSSA (n = 17) 0 0 0 0 1 2 2 1 3 2 6

MRCoNS (n = 12) 3 0 3 2 0 2 1 0 1 0 0

MSCoNS (n = 9) 0 0 0 0 0 0 1 1 2 2 3

n = total number of isolates tested. 
MRSA = methicillin-resistant Staphylococcus aureus; MSSA = methicillin-sensitive S. aureus; MRCoNS = methicillin-resistant coagulase-negative staphylococci; 
MSCoNS = methicillin-sensitive coagulase-negative staphylococci. 
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differentiate borderline oxacillin resist-
ance S. aureus from MRSA were not 
performed in this study.

In the present study, we used the 
LAMP method to detect MRSA, be-
cause of its simple operation, rapid 
reaction and ease of use [14,15]. One 
important feature of LAMP assay is the 
need for just a heat block or a simple 
water bath in place of a costly thermal 
cycler, UV gel documentation and 
transilluminator, which altogether are 
essential requirements of any conven-
tional PCR. The large amount of DNA 
produced and the high specificity of 
the reaction make it possible to identify 
amplification just by visual examination 
of fluorescence or turbidity [15].

By combining the LAMP assay 
with the direct modified organic extrac-
tion of DNA, utilizing commercially 
available nucleic acid spin columns to 
decrease the time required to air-dry the 
precipitated DNA, we describe a simple 
and relatively easy approach to detect 
MRSA from positive blood cultures.

An additional  incubation-de-
pendent method that was evaluated 
for detection of MRSA directly from 
positive blood cultures was the DCDD 
test along with direct tube coagulase. 
Although oxacillin disk diffusion has 
been the traditional method for screen-
ing for methicillin resistance, the 30 
μg cefoxitin disk test was shown to be 

more efficient in predicting methicillin 
resistance. Hence the CLSI recommen-
dation that cefoxitin should be preferred 
over oxacillin for the recognition of 
MRSA [16].

In the present study we investigated 
the utility of the DCDD test directly 
on samples in blood culture bottles. 
The breakpoints we used were deter-
mined by comparing the cefoxitin zone 
sizes with the results of standardized 
methods and MecA PCR, and they did 
not necessarily coincide with the pub-
lished CLSI guidelines. Since these data 
were based on small number of isolates, 
additional studies with a much larger 
number of clinical samples are required 
to confirm the preliminary results.

Accurate and direct detection of 
methicillin resistance in S. aureus isolates 
was achieved 1 day earlier for 80.6% of 
blood culture samples, with 100% sensi-
tivity and specificity. Therefore, this test 
can provide preliminary results while 
awaiting the results of the standardized 
antibiotic susceptibility testing. The ma-
terials and expertise needed to perform 
the DCDD test are just a Muller–Hin-
ton plate and a cefoxitin disk, which 
already a part of any routine diagnostic 
microbiology laboratory.

There are several limitations to 
our study. First, the study used a 
small sample size. However, the avail-
able results provide robust pilot data. 

Secondly, since this was a report from a 
single institution, just one blood culture 
system was in operation. Hence, the 
performance of these methods, pre-
dominantly the extraction step, cannot 
be guaranteed for other systems. Fur-
thermore, both approaches were not 
validated for the detection of MRSA 
growth in the anaerobic blood culture 
bottle, and it would therefore be useful 
to perform the current evaluation in dif-
ferent blood culture systems compris-
ing both aerobic and anaerobic bottles.

With the benefit of obtaining reli-
able results in a few hours as opposed 
to days, both approaches studied here 
can be adapted for rapid and accurate 
detection of MRSA form blood culture 
bottles. The LAMP method exhibited 
higher diagnostic accuracy within a 
time frame of 2 to 3 h after the bottle 
was identified as positive. On the other 
hand, the DCDD method was more 
cost-effective and did not require any 
additional reagents or supplies other 
than those normally available in a con-
ventional microbiology laboratory. 
Both methods are therefore relevant for 
resource-limited settings.
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