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This report describes the collaborative study evaluation of the replacement 4
th

 WHO 

International Standard for hepatitis B virus (HBV) DNA for the calibration of secondary 

reference preparations for HBV nucleic acid amplification techniques (NAT). The candidate 4
th

 

International Standard HBV DNA was prepared and evaluated as part of the collaborative study 

to establish the WHO 3
rd

 International Standard for HBV DNA in 2011. The lyophilized 

preparation comprises a dilution of the same HBV DNA-positive plasma sample as used for the 

previous HBV International Standards, in pooled human plasma. In this collaborative study, 

thirteen laboratories from seven countries evaluated the suitability of the candidate using their 

routine HBV NAT-based assay. The candidate NIBSC code 10/266 (sample 2) was evaluated 

alongside the 3
rd

 HBV WHO International Standard, NIBSC code 10/264 (sample 1), three HBV 

reference preparations (samples 3-5) and three HBV-positive plasma samples comprising 

different HBV genotypes (samples 6-8). A range of HBV NAT assays were used in the 

evaluation, the majority of which were commercial quantitative assays based on real-time PCR 

technology.  

The overall mean potency estimates for samples 1 and 2, were 5.94 and 5.97 log10 IU/mL 

respectively. These values are very similar to the values obtained for these samples relative to 

the pre-existing 2
nd

 WHO International Standard HBV DNA in the 2011 collaborative study 

(5.93 and 5.98 log10 IU/mL respectively). The standard deviation in individual laboratory mean 

estimates for samples 1 and 2 was 0.13 log10 IU/mL. The overall mean potency estimate for 

sample 2, relative to sample 1 was 5.96 log10 IU/mL. The results obtained from ongoing 

accelerated thermal degradation studies indicate that the candidate sample 2 has remained stable 

over the 5 years post-manufacture. 

The results of the study indicate the suitability of sample 2 as the replacement WHO 

International Standard for HBV DNA. Since the overall mean potency obtained for the candidate 

in this collaborative study is very similar to the overall mean potency obtained in the 2011 

collaborative study, relative to the pre-existing WHO 2
nd

 International Standard for HBV DNA, 

it is proposed that the value assigned to the candidate sample 2 is that obtained in the 2011 

collaborative study. This approach would minimize any potential drift in the value of the IU 

during the replacement. It is therefore proposed that candidate sample 2 (NIBSC code 10/266) is 

established as the WHO 4
th

 International Standard for HBV DNA for NAT based assays 

with an assigned potency of 955,000 IU/mL (~5.98 log10 IU/mL) when reconstituted in 0.5 mL 

of nuclease-free water. 

 

Introduction 
Hepatitis B virus (HBV) remains a major public health problem worldwide, despite the 

availability of an effective vaccine and antiviral therapies. More than 240 million people 

worldwide are chronically infected, with 0.5-1 million dying annually as a result of serious liver 

disease 
1
. The virus is transmitted in blood and body fluids, perinatally and through close person-

to-person contact in early childhood (in regions with high HBV prevalence), and through 

infected needles and sexual contact (in regions with low HBV prevalence) 
1
. Nucleic acid 

amplification techniques (NAT) for HBV were first introduced for blood screening in 1997, and 

are now implemented in at least 30 countries worldwide 
2,3

. However, there remains a residual 

risk of transfusion-transmitted infection, through occult HBV infection and vaccine breakthrough 

infections 
4
. NAT is routinely used in the diagnosis and management of HBV infections, 

particularly, to guide the initiation of and monitor the response to antiviral therapy in 

chronically-infected patients 
5
. A range of both commercial and laboratory-developed NAT-

based assays are currently in use. The WHO International Standard for HBV DNA was 

established in 1999 
6,7

, and is used by manufacturers of in vitro diagnostic devices (IVDs), blood 

transfusion centres, control authorities, and clinical laboratories, to calibrate secondary reference 

materials for NAT in terms of the International Unit (IU).  
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The 1
st
 and 2

nd
 WHO International Standards for HBV were prepared by dilution of a Eurohep 

R1 sample 
8
 (Genotype A2, HBsAg subtype adw2, derived from a single donor) in HBV-

negative pooled human plasma. Both materials were prepared from the same bulk (filled and 

freeze-dried on two separate occasions) and evaluated in parallel in a worldwide collaborative 

study using a range of NAT-based assays for HBV 
6,7

. The first candidate (NIBSC code 97/746) 

was established as the 1
st
 WHO International Standard for HBV DNA in 1999, with an assigned 

potency of 1,000,000 IU/mL when reconstituted in 0.5 mL nuclease-free water. In 2006, the 

WHO Expert Committee on Biological Standardization (ECBS) established the second candidate 

(NIBSC code 97/750) as the replacement 2
nd

 WHO International Standard for HBV DNA 

following a smaller collaborative study 
9,10

. In 2011, two replacement batches (NIBSC codes 

10/264 and 10/266) were prepared from the same original HBV Eurohep R1 stock as the 1
st
 and 

2
nd

 WHO International Standards, diluted in pooled human plasma, and were evaluated in a 

worldwide collaborative study in parallel with the 2
nd

 WHO International Standard for HBV 

(NIBSC code 97/750) 
11

. Mean relative potencies for 10/264 and 10/266 were 5.93 and 5.98 

log10 IU/mL respectively, when compared against 97/750. The first candidate (10/264) was 

established as the 3
rd

 WHO International Standard for HBV DNA in October 2011 with a unitage 

of 850,000 IU/mL. It was noted that the second candidate (10/266) would be a suitable 

replacement HBV International Standard in due course, depending on ongoing stability 

assessment. 

The established use of the HBV IU as the unit of measurement for HBV DNA highlights the 

importance of maintaining the availability of this International Standard. This report describes 

the collaborative study evaluation of the second candidate 10/266 as the replacement 4
th

 WHO 

International Standard for HBV for NAT. The proposal to replace the 3
rd

 WHO International 

Standard for HBV DNA was endorsed by the WHO ECBS in October 2015. The collaborative 

study results were presented to the Scientific Working Group on the Standardization of Genome 

Amplification Techniques (SoGAT) in London in June 2016. The proposed standard is intended 

to be used in the in vitro diagnostics field and relates to ISO 17511:2003 Section 5.5 
12

. 

 

Aims of study 
The aim of this collaborative study was to evaluate the suitability of the candidate lyophilized 

preparation in parallel with the 3
rd

 HBV WHO International Standard (NIBSC code 10/264) 

using a range of NAT-based assays. 

 

Materials 
 

Candidate standard 
The candidate preparation (NIBSC code 10/266) comprises lyophilized human plasma and HBV. 

The HBV was sourced from a stock of the Eurohep R1 reference material stored at NIBSC and is 

a genotype A2, HBsAg subtype adw2 virus from a single donor 
8
. The pooled human plasma 

diluent was sourced from UK blood donations and had been tested and found negative for HIV 

antibody, HCV antibody, HBsAg and syphilis. It was also tested at NIBSC and found negative 

for HCV RNA by NAT. The preparation was lyophilized to ensure long-term stability. 

 

The filling and lyophilization of the bulk material was performed under contract at eQAD, UK 

NEQAS (Colindale, UK), in March 2011 and has been described previously 
11

. The bulk was 

dispensed in 0.5 mL volumes into 3 mL screw-cap glass vials (Adelphi Tubes, Haywards Heath, 

UK). The homogeneity of the fill was determined by performing check-weighing of 

approximately every fiftieth vial, with vials outside the defined specification being discarded. 
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Filled vials were partially stoppered, lyophilized and then fully stoppered in the freeze dryer. A 

total of 2700 vials were prepared for 10/266. The percentage coefficient of variation (%CV) of 

the fill weight was 0.36%. The sealed vials were returned to NIBSC for storage at -20 °C under 

continuous temperature monitoring for the lifetime of the product. Evaluation of multiple 

aliquots of 10/266 (n=30) at NIBSC indicated that the HBV content was homogeneous (2SD of 

0.12 log10 IU/mL). Comparison of the liquid bulk versus the lyophilized product indicated that 

there was a minimal loss in potency of approximately 0.04 log10 IU/mL upon freeze-drying. 

Assessments of residual moisture and oxygen content, as an indicator of vial integrity after 

sealing, were determined for 20 vials of 10/266 as previously described 
11

, and were 0.29% (Karl 

Fischer, 0.45% NIR units, CV=14.66%) and 0.17% (CV=63.81%) respectively. 

 

Stability of the lyophilized candidate  
Ongoing accelerated thermal degradation studies have been underway at NIBSC since 2011 in 

order to predict the stability of 10/266 when stored at the recommended temperature of -20 °C. 

Vials of lyophilized product have been held at -70 °C, -20 °C, +4 °C, +20 °C, +37 °C and 

+45 °C. At 11 weeks, 12, 34 and 60 months post-manufacture, three vials have been removed 

from storage at each temperature and HBV DNA quantified by NAT using the COBAS® 

AmpliPrep/COBAS® TaqMan® HBV Test, version 2.0 (Roche Diagnostics GmbH, Mannheim, 

Germany). 

 

Study samples 
The lyophilized candidate 10/266 was evaluated alongside the 3

rd
 HBV WHO International 

Standard (NIBSC code 10/264), a HBV Secondary Reference Reagent (SRR), a HBV National 

Standard (NS) and Working Reagent (WR), and three individual HBV-positive plasma donations 

comprising different genotypes. These plasma donations were sourced from HBV-positive 

plasma packs rejected by the UK NHS Blood and Tranplant authority (Colindale, UK). The 

HBV genotype was determined using a multiplex PCR assay with genotype-specific primers 
13

. 

Lyophilized and liquid frozen study samples were stored at -20 °C and -70 °C, respectively, prior 

to shipping to participants by courier on dry ice.  

 

Study samples were coded as samples 1-8 and were as follows: 

– Sample 1- Lyophilized 10/264 3
rd

 HBV WHO International Standard in a 3 mL crimp-cap 

glass vial. 

– Sample 2 - Lyophilized candidate 10/266 in a 3 mL screw-cap glass vial. 

– Sample 3 - Liquid frozen HBV Secondary Rreference Reagent (genotype A) in a 2 mL Sarstedt 

tube 

– Sample 4 - Liquid frozen HBV National Standard (genotype C) in a 2 mL Sarstedt tube.  

– Sample 5 - Liquid frozen HBV Working Reagent (genotype C) in a 2 mL Sarstedt tube. 

– Sample 6 - Liquid frozen HBV plasma (genotype D) in a 2 mL Sarstedt tube. 

– Sample 7 - Liquid frozen HBV plasma (genotype E) in a 2 mL Sarstedt tube. 

– Sample 8 - Liquid frozen HBV plasma (genotype A) in a 2 mL Sarstedt tube. 

 

Study design 
The aim of this collaborative study was to evaluate the suitability of the candidate 4

th
 HBV 

WHO International Standard in parallel with the 3
rd

 WHO International Standard for HBV using 

a range of NAT-based assays. Three HBV reference reagents were included in the study with the 

intention of calibrating these reagents in IU. Three HBV plasma samples were included in the 

study in order to provide a limited assessment of commutability 
12,14

. Three vials of each study 

sample were sent to participating laboratories, with specific instructions for storage, 
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reconstitution and testing. Samples 6-8 were only sent to laboratories performing quantitative 

HBV NAT. 

 

Study protocol 
Participants were requested to test dilutions of each sample using their routine HBV NAT assay 

on three separate occasions, using a fresh vial of each sample in each independent assay. In 

accordance with the study protocol (Appendix 2), the lyophilized samples were to be 

reconstituted with 0.5 mL of deionized, nuclease-free molecular-grade water and left for a 

minimum of 20 minutes with occasional agitation before use. Samples 6-8 were to be tested neat 

and were therefore only evaluated by laboratories performing quantitative assays. 

 

For quantitative assays, participants were requested to test samples 1-8 neat and to test samples 

1-5 at a minimum of two serial ten-fold dilutions (10
-1

 and 10
-2

). For qualitative assays, 

participants were requested to test ten-fold serial dilutions of samples 1-5, around the assay end-

point (in order to determine the actual assay end-point). For subsequent assays, participants were 

asked to test the dilution at the predetermined end-point, and a minimum of two half-log10 serial 

dilutions either side of the end-point (i.e., at least five dilutions in total). Participants were 

requested to perform dilutions using the sample matrix specific to their individual assay (e.g. 

HBV DNA-negative human plasma), and to extract samples prior to HBV DNA measurement. 

 

Participants were requested to report the concentration of each sample in IU/mL 

(positive/negative for qualitative assays) for each dilution of each sample and to return results, 

including details of the methodology used, to NIBSC for analysis. 

 

Participants 
Study samples were sent to 13 participants representing 7 countries (Appendix 1). Participants 

were selected for their experience in HBV NAT, geographic distribution and participation in 

previous evaluation studies. They represented IVD manufacturers, Official Medicines Control 

Laboratories (OMCLs) and WHO collaborating centres. All participating laboratories are 

referred to by a code number, allocated at random, and not representing the order of listing in 

Appendix 1. Where a laboratory returned data using different assay methods, the results were 

analyzed separately, as if from different laboratories, and are referred to as, for example, 

laboratory 01A, 01B etc. 

 

Statistical methods 
Qualitative and quantitative assay results were evaluated separately. In the case of qualitative 

assays (from laboratory 12), data from all assays were pooled to give a number positive out of 

number tested at each dilution step. A single ‘end-point’ for each dilution series was calculated, 

to give an estimate of ‘NAT detectable units/mL’, as described previously 
15

. It should be noted 

that these estimates are not necessarily directly equivalent to a genuine genome copy 

number/mL. In the case of quantitative assays, analysis was based on the results supplied by the 

participants. Results were reported as IU/mL. For each assay run, a single estimate of log10 

IU/mL was obtained for each sample, by taking the mean of the log10 estimates of IU/mL across 

replicates, after correcting for any dilution factor. A single estimate for the laboratory and assay 

method was then calculated as the mean of the log10 estimates of IU/mL across assay runs. 

 

All analysis was based on the log10 estimates of IU/mL or ‘NAT detectable units/mL’. Overall 

mean estimates were calculated as the means of all individual laboratories. Variation between 

laboratories (inter-laboratory) was expressed as standard deviation (SD) of the log10 estimates 
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and % geometric coefficient of variation (%GCV) 
16

 of the actual estimates. Potencies relative to 

sample 1, the current HBV WHO International Standard (10/264), were calculated as the 

difference in estimated log10 ‘units per mL’ (test sample – standard) plus the value in log10 

IU/mL for the International Standard. Therefore for example, if in an individual assay, the test 

sample is 0.5 log10 higher than the International Standard, assigned 5.93 log10 IU/mL, the relative 

potency of the test sample is 6.43 log10 IU/mL.  

 

For the quantitative assays, variation within laboratories, and between assays, (intra-laboratory) 

was expressed as SDs and %GCVs of the individual assay mean log10 estimates. These estimates 

were pooled across all samples. The significance of the inter-laboratory variation relative to the 

intra-laboratory variation was assessed by an analysis of variance. 

 

Results and data analysis 
Validation of study samples and stability assessment 
Production data for the candidate 10/266 from 2011 showed that the CV of the fill weight and 

mean residual moisture were within acceptable limits for a WHO International Standard 
17

. The 

residual oxygen content was within the NIBSC working limit of 1.1%.  

 

Samples of 10/266 were stored at elevated temperatures, and assayed at NIBSC in parallel with 

samples stored at -20 °C and -70 °C by HBV NAT (as described for the stability of the 

lyophilized candidate). Three vials of each sample were evaluated after storage at each 

temperature for 11 weeks, 12, 30 and 60 months. It was not possible to reconstitute the vials 

stored at +37 °C and +45 °C for 12, 30 and 60 months. The mean estimated log10 IU/mL and 

differences (log10 IU/mL) from the -20 °C baseline samples are shown in Table 1. A negative 

value indicates a drop in potency relative to the -20 °C baseline. The 95% confidence intervals 

for the differences are ±0.08 log10 based on a pooled estimate of the standard deviation between 

individual vial test results. As there is no observed drop in potency it is not possible to fit the 

usual Arrhenius model for accelerated degradation studies, or obtain any predictions for the 

expected loss per year with long-term storage at -20 °C. All available data indicates adequate 

stability. Stability testing of 10/266 will be ongoing.  

 

The stability of 10/266 when reconstituted has not been specifically determined. Therefore, it is 

recommended that the reconstituted material is for single use only. 

 

Data received 

Data were received from all 13 participating laboratories. Participants performed a variety of 

different assay methods, with some laboratories performing more than one assay method. In 

total, 15 datasets were received from 14 quantitative assays and 1 qualitative assay. Apart from 

the cases noted below, there were no exclusions of data. 

 

Quantitative Assays: 

Data were returned with dilutions ranging from neat to 10
-8

 from different laboratories, although 

only dilutions between neat and 10
-2

 were used in the analysis. For Sample 5, one or two 

dilutions were removed from the following laboratories’ data, 01, 02B, 03, 05, 06, 07, 08, 10 and 

13 because the results were below the limit of detection. Samples not demonstrating dilutional 

linearity (i.e. a linear relationship between reported HBV content against log10 dilution with 

fitted slope between 0.80 and 1.25) were excluded. Non-linearity was assessed visually and  

determined in the following cases; laboratory 11A, Sample 5 on day 2, Samples 3 and 5 on day 

3; laboratory 11B, Sample 5 on day 3; laboratory 13, Sample 3 on day 2. Laboratories 04, 05, 07, 
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09, 11B and 13 had one to three samples with slopes outside the range 0.80-1.25, with the 

majority of these cases (7 out of 10) for Sample 5. 

 

Qualitative Assays: 

Laboratory 12 tested multiple dilutions, from 10
-1

 down to 10
-8

 for different samples. Only 

dilutions that were tested in at least two of the three assays were used in the analysis.  

 

Summary of assay methodologies 
The majority of participants prepared dilutions of study samples 1-5 using negative human 

plasma, however, Basematrix 53 (SeraCare Life Sciences, Inc., Milford MA, USA) was also 

used. Assay methodologies for qualitative and quantitative assays are summarized in Table 2. 

Ten different commercial HBV NAT assays were represented. Five new assays were included 

that were not represented in the 2011 collaborative study (assay codes; c68, APT, VER, SKB 

and SaB). Only one of the commercial assays was qualitative (assay code cTSM). No participant 

used laboratory-developed tests. 

 

Estimated IU/mL or ‘NAT detectable units/mL’ 
The laboratory mean estimates of IU/mL (log10) from the quantitative assays and ‘NAT 

detectable units/mL’ (log10) from the qualitative assay (shaded in grey) are shown in Table 3. 

The individual laboratory mean estimates are also shown in histogram form in Figure 1. Each 

box represents the mean estimate from one laboratory, and the boxes are labeled with the 

laboratory and assay code. They are also colour coded by assay. For samples 1, 4 and 5, there is 

good agreement between qualitative and quantitative assays, however, for samples 2 and 3 there 

is not. This may reflect variability in the dilution of study samples required by the study protocol 

for qualitative assays rather than actual variability in the detection of HBV in the different study 

samples. There was good agreement between the estimates from the quantitative assays, 

particularly for samples 1-3 which all comprise the same genotype A virus. Laboratory 6 appears 

to underquantify samples 4-8 compared to other quantitative assays. There also appears to be 

variability in the quantification of samples 4-8 by the different assay methods, with some assays 

showing either under or over-quantification compared to the overall mean estimate for each of 

the samples. This may represent variability in the quantification of different HBV genotypes as 

has been reported previously 
18

. However, for sample 8, the pattern of individual laboratory 

mean estimates is different to that for samples 1-3 despite all comprising genotype A viruses. 

 

Table 4 shows the overall mean estimates of log10 IU/mL from the quantitative assays, along 

with the SD (of log10 estimates) and the %GCV (of actual estimates). The overall mean estimates 

for samples 1 and 2 were 5.94 and 5.97 Log10 IU/mL respectively. These values are very similar 

to the values obtained for these samples in the 2011 collaborative study 
11

 (5.93 and 5.98 Log10 

IU/mL respectively), despite some differences in the participants and assays involved in each 

study. For samples 1-3, the SDs and %GCVs are 0.11-0.13 log10 and 29-35% respectively. The 

overall SDs for samples 1 and 2 are slightly higher than those reported in the 2011 collaborative 

study. However, this still represents good agreement between laboratories and assay methods. 

For samples 4 and 5, the SDs and %GCVs are 0.22-0.27 log10 and 65-86% respectively. For 

samples 6-8, the SDs and %GCVs are 0.29-0.42 log10 and 95-160% respectively. The increased 

SDs and %GCVs for samples 4-8 are principally due to the outlying results of laboratory 6 (see 

Figure 1). The overall mean estimates, SDs and %GCVs for samples 1-8 excluding the dataset 

for laboratory 6 are shown in Table 5. The SDs and %GCVs for samples 4-8 are all reduced (by 

approximately 2-fold) when the results for laboratory 6 are excluded. Five laboratories reported 

results using the cobas® AmpliPrep/cobas® TaqMan® HBV Test, v2.0 (assay code cTM). This 
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assay is over-represented in comparison to the other assays. However, removing datasets from 3 

laboratories using this assay did not greatly alter the overall laboratory results (Table 6) 

 

 

 

Potencies relative to the 3
rd

 WHO International Standard for HBV (Sample 1) 
The estimated concentrations of samples 2-8 were expressed in IU, by direct comparison 

(relative potencies) to the current International Standard (10/264, sample 1), which has an 

assigned unitage of 850,00 IU/mL (5.93 log10), as described in the statistical methods section. 

The laboratory mean estimates are shown in Table 7 for the quantitative and qualitative assays. 

Units are log10 IU/mL in both cases. The results are also shown in histogram form in Figure 2. 

The overall mean relative potencies, along with SDs and %GCVs, are shown in Table 8. The 

overall mean relative potency for the candidate sample 2 is 5.96 log10 IU/mL, based on the 

quantitative assays. This value compares well to the direct estimate of 5.97 log10 IU/mL from the 

quantitative assays which are all calibrated in IU/mL. 

 

Figure 2 and Table 8, show an improvement in the agreement between laboratories for samples 

2-5 for the quantitative assays. The SD and %GCV between laboratories has reduced for these 

samples when compared to the values in Table 4. The reduction in these values for samples 4 

and 5 (both genotype C) is less marked than for samples 1-3 (all genotype A), possibly because 

of increased variability in the quantification of genotype C viruses between the assays. For 

samples 6-8 there is no improvement in the agreement between laboratories when compared to 

the values in Table 4. This may be due to variability in the quantification of different HBV 

genotypes, although for sample 8 there is no improvement in the agreement between 

laboratories, despite samples 1 and 8 comprising genotype A viruses. Again, the over-

representation of the cTM assay in the study did not greatly alter the overall laboratory results 

(Table 9). 

 

Potencies relative to the candidate 4
th

 WHO International Standard for HBV 

(Sample 2) 
The estimated concentrations of samples 3-8 were expressed in IU, by direct comparison 

(relative potencies) to the candidate International Standard (10/266, sample 2), based on a 

candidate unitage of 955,000 IU/mL (5.98 log10), as described in the statistical methods section. 

This candidate unitage was based on the overall mean potency obtained for 10/266, relative to 

the 2nd HBV WHO International Standard (97/750), in the 2011 collaborative study.  

 

Overall mean relative potencies, along with SDs and %GCVs, are shown in Table 10. Table 10 

shows an improvement in the agreement between laboratories for samples 3-5 for the 

quantitative assays. The SD and %GCV between laboratories has reduced for these samples 

when compared to the values in Table 4. For samples 6-8 there is no improvement in the 

agreement between laboratories when compared to the values in Table 4. Again, this may be due 

to variability in the quantification of different HBV genotypes, although for sample 8 there is no 

improvement in the agreement between laboratories, despite samples 2 and 8 comprising 

genotype A viruses. The over-representation of the cTM assay in the study did not greatly alter 

the overall laboratory results (Table 11). 

 

Inter and intra-laboratory variation 
For all samples, the inter-laboratory variation was greater than the intra-laboratory variation 

(p<0.01). Table 12 shows the intra-laboratory SDs and %GCVs for each laboratory, calculated 

by pooling the estimates for samples 1-8. There are differences between the repeatability of 
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laboratory estimates across assays. In general, the repeatability is good for assays of this type and 

the average SD is 0.07 log10 or a %GCV of 18%. These values are slightly improved compared 

to the equivalent values obtained in the 2011 collaborative study (average SD of 0.08 

log10, %GCV of 20%) 
11

. These figures represent the variability between individual assay mean 

estimates of IU/mL. Since each assay tested multiple replicates of samples at different dilutions, 

the resulting between-assay variability is lower than would be expected if only a single replicate 

was tested in each assay. The ‘NAT detectable units’ from the qualitative assays are obtained by 

pooling all assay data to give a single series of number positive out of number tested at each 

dilution. As a result, there is no comparable analysis of intra-assay variation for the qualitative 

assay. 

 

Conclusions 
In this study, a range of NAT-based assays for HBV have been used to evaluate the suitability of 

the candidate standard (NIBSC code 10/266) as the replacement 4
th

 WHO International Standard 

for HBV DNA for NAT-based assays. The candidate was prepared from the same virus stock 

used for previous HBV WHO International Standards and was diluted in a similar pooled human 

plasma material 
6,7,9,10

. Production data suggests that the batch is homogeneous and contains 

residual moisture and oxygen levels that are within WHO and NIBSC limits for lyophilized 

standards 
11,17

. Comparison of the liquid bulk versus the lyophilized product indicates that there 

was minimal loss in potency upon freeze-drying (0.04 log10 IU/mL). The results of ongoing 

accelerated thermal degradation studies at 60 months indicate that the candidate is stable and 

suitable for long-term use. 

 

In the collaborative study, the lyophilized candidate (sample 2) was evaluated alongside the 3
rd

 

HBV WHO International Standard (sample 1). The overall mean estimates for samples 1 and 2 

were 5.94 and 5.97 Log10 IU/mL, respectively, based on the calibration of quantitative assay kits 

in IU/mL. These values are very similar to the values obtained for these samples relative to the 

2
nd

 HBV WHO International Standard in the 2011 collaborative study 
11

, despite laboratories 

reporting results using different HBV NAT-based assays. In the present study, the agreement 

between laboratories for sample 2 was improved when the potency was expressed relative to the 

3
rd

 HBV WHO International Standard (sample 1). There was some evidence for variability in the 

quantification of different HBV genotypes present in the different study samples. This has been 

reported previously 
18

. Inter-laboratory variability was higher than intra-laboratory variability for 

the quantitative assays. This highlights the continued need for standardization of HBV NAT-

based assays, and the importance of accurate calibration to the WHO International Standard. 

 

A full assessment of commutability
 
of the candidate standard for HBV-positive samples has not 

been possible in this study, due to the limited number of clinical samples that could be included. 

Three HBV-positive plasma samples  comprising HBV genotypes A, D and E, from rejected 

blood donations were included in the study. There was no overall improvement in the agreement 

between laboratories when the estimated concentrations of the three HBV plasma samples were 

expressed relative to the candidate 4
th

 HBV WHO International Standard (same formulation as 

previous HBV WHO International Standards), compared to the uncorrected values. This is 

principally due to variability in the quantification of different HBV genotypes between different 

assays, and outlying results from one or two laboratories for samples 6-8. There is no evidence 

of non-commutability with the three plasma samples that were included in the study. 

 

In summary, the results of the study indicate the suitability of the candidate sample 2 as the 

replacement 4
th

 WHO International Standard for HBV DNA for NAT. Since the overall mean 
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potency obtained for the candidate in this collaborative study is very similar to the overall mean 

potency obtained in the 2011 collaborative study, relative to the pre-existing 2
nd

 HBV WHO 

International Standard, it is proposed that the value assigned to the candidate sample 2 is that 

obtained in the 2011 collaborative study. This approach would minimize any potential drift in the 

value of the IU during the replacement. 

 

Proposal 
It is proposed that the candidate standard, NIBSC code 10/266, is established as the WHO 4

th
 

International Standard for HBV DNA for NAT based assays, with an assigned potency of 

955,000 IU/mL (~5.98 log10 IU/mL) when reconstituted in 0.5 mL of nuclease-free water. This 

potency is based on the value that was assigned in the collaborative study in 2011 where the 

candidate was assessed alongside the  WHO 2
nd

 International Standard for HBV DNA. The 

uncertainty can be derived from the variance of the fill weight and is 0.36%. The proposed 

standard is intended to be used by IVD manufacturers, blood transfusion centres, control 

authorities, and clinical laboratories, to calibrate secondary reference materials used in HBV 

NAT assays. Proposed Instructions for Use (IFU) for the product are included in Appendix 3. 

 

Comments from participants 
8 of 13 participants responded to the report. There were no disagreements with the suitability of 

the candidate standard (NIBSC code 10/266) to serve as the 4
th

 WHO International Standard for 

HBV DNA for NAT-based assays. Some comments suggested minor editorial changes and these 

have been implemented. 
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Table 1. Thermal stability of 10/266 at different storage temperatures. * Mean results from 

single extractions from 3 vials at each time point and temperature. 

 

 

Temperature (°C) Mean log10 IU/mL * (difference in log10 IU/mL from -

20 °C baseline sample) 

11 weeks 12 months 34 months 60 months 

-70 6.04 6.05 5.96 5.77 

-20 6.03 6.02 5.92 5.77 

4 6.07 (0.04) 6.01 (-0.01) 5.91 (-0.01) 5.80 (0.03) 

20 6.06 (0.03) 6.01 (-0.01) 5.91 (-0.01) 5.89 (0.12) 

37 6.09 (0.06) - -  

45 6.13 (0.10) - -  

 

 

 

Table 2. Collaborative study assay methods and codes. 

 

 

Quantitative Assays 

Assay Code Assay No. of datasets 

kPCR VERSANT HBV DNA 1.0 Assay (kPCR) (Siemens 

Healthcare Diagnostics) 

1 

cTM cobas® AmpliPrep/cobas® TaqMan® HBV Test, 

v2.0 (Roche Molecular Systems, Inc.) 

5 

c68 cobas® HBV test for use on the cobas® 6800/8800 

Systems (Roche Molecular Systems, Inc.) 

2 

AbRT Abbott RealTime HBV (Abbott Molecular, Inc.) 1 

ArQS artus® HBV QS-RGQ Kit, Version 1 (QIAGEN) 1 

APT Aptima HBV Quant assay on the Panther system 

(Hologic, Inc.) 

1 

VER VERIS HBV Assay (Beckman Coulter, Inc.) 1 

SKB HBV DNA real-time PCR detection kit (Shanghai 

Kehua Bio-Engineering Co., Ltd.) 

1 

SaB Hepatitis B Viral DNA Quantitative Fluorescence 

Diagnostic Kit (PCR Fluorescence Probing) Mag 

(Sansure Biotech, Inc.) 

1 

Qualitative Assays 

Assay Code Assay No. of datasets 

cTSM  cobas® TaqScreen MPX Test, v2.0 (Roche 

Molecular Systems, Inc.) 

1 
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Table 3. Laboratory mean estimates from quantitative assays (log10 IU/mL) and qualitative 

assays (log10 ‘NAT detectable units/mL’). Qualitative results are shaded in grey. nd, not 

determined (either not tested or data excluded). 

 

 

Lab Assay Sample 

S1 S2 S3 S4 S5 S6 S7 S8 

1 kPCR 6.01 6.08 5.74 5.98 3.00 3.41 3.45 3.11 

2A c68 6.00 6.01 5.68 6.05 3.06 3.28 3.24 3.54 

2B cTM 5.95 5.98 5.67 6.16 3.19 3.54 3.51 3.78 

3 AbRT 5.86 5.87 5.58 5.91 2.92 3.59 3.27 3.55 

4 ArQS 6.15 6.19 5.88 6.14 nd 3.16 2.86 3.94 

5 cTM 5.91 5.99 5.68 6.17 3.18 3.52 3.50 3.71 

6 VER 5.79 5.81 5.61 5.45 2.33 1.98 2.50 2.39 

7 APT 5.86 5.88 5.62 5.93 3.05 3.09 3.11 3.40 

8 c68 5.92 5.96 5.63 6.06 3.12 3.40 3.30 3.61 

9 cTM 5.95 5.96 5.71 6.15 3.25 3.45 3.47 3.67 

10 cTM 5.94 5.95 5.69 6.21 3.20 3.47 3.54 3.87 

11A SKB 6.23 6.26 5.91 6.30 3.10 3.43 3.40 3.44 

11B SaB 5.75 5.78 5.48 5.78 nd 3.70 3.33 3.76 

12 cTSM 6.06 6.57 6.3 6.16 2.78 nd nd nd 

13 cTM 5.88 5.93 5.68 6.16 3.16 3.42 3.42 3.62 

 
 

 

Table 4. Overall mean estimates and inter-laboratory variation for quantitative assays (log10 

IU/mL). 
 

 

Sample No. of 

datasets 

Mean Min Max SD %GCV 

 

S1: 10/264 (gt.A) 14 5.94 5.75 6.23 0.13 35 

S2: 10/266 (gt.A) 14 5.97 5.78 6.26 0.13 35 

S3: SRR (gt.A) 14 5.68 5.48 5.91 0.11 29 

S4: NS (gt.C) 14 6.03 5.45 6.30 0.22 65 

S5: WR (gt.C) 12 3.05 2.33 3.25 0.24 75 

S6: HBVpl (gt.D) 14 3.32 1.98 3.70 0.42 160 

S7: HBVpl (gt.E) 14 3.28 2.50 3.54 0.29 95 

S8: HBVpl (gt.A) 14 3.53 2.39 3.94 0.39 145 
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Table 5. Overall mean estimates and inter-laboratory variation for quantitative assays (log10 

IU/mL), excluding the dataset from laboratory 6. 

 

 

Sample No. of 

datasets 

Mean Min Max SD %GCV 

 

S1: 10/264 (gt.A) 13 5.96 5.75 6.23 0.13 34 

S2: 10/266 (gt.A) 13 5.99 5.78 6.26 0.13 34 

S3: SRR (gt.A) 13 5.69 5.48 5.91 0.11 30 

S4: NS (gt.C) 13 6.07 5.78 6.30 0.14 39 

S5: WR (gt.C) 11 3.06 2.55 3.26 0.19 54 

S6: HBVpl (gt.D) 13 3.42 3.09 3.70 0.17 47 

S7: HBVpl (gt.E) 13 3.34 2.86 3.54 0.19 55 

S8: HBVpl (gt.A) 13 3.61 3.11 3.94 0.22 66 

 

 

 

Table 6. Overall mean estimates and inter-laboratory variation for quantitative assays (log10 

IU/mL), excluding datasets from laboratories 9, 10 and 13 using the cTM assay. 

 

 
Sample No. of 

datasets 

Mean Min Max SD %GCV 

 

S1: 10/264 (gt.A) 11 5.95 5.75 6.23 0.15 40 

S2: 10/266 (gt.A) 11 5.98 5.78 6.26 0.15 41 

S3: SRR (gt.A) 11 5.68 5.48 5.91 0.13 34 

S4: NS (gt.C) 11 5.99 5.45 6.30 0.23 71 

S5: WR (gt.C) 9 2.95 2.33 3.19 0.28 91 

S6: HBVpl (gt.D) 11 3.28 1.98 3.70 0.47 193 

S7: HBVpl (gt.E) 11 3.22 2.50 3.51 0.31 102 

S8: HBVpl (gt.A) 11 3.47 2.39 3.94 0.42 165 
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Table 7. Laboratory estimates of potency relative to the 3
rd

 WHO International Standard for 

HBV (sample 1) from quantitative assays and qualitative assays (log10 IU/mL) - based on an 

assigned unitage of the International Standard of 850,000 (5.93 log10) IU/mL. nd, not determined 

(either not tested or data excluded). 

 

 
Lab Assay Sample 

S2 S3 S4 S5 S6 S7 S8 

1 kPCR 6.00 5.67 5.90 2.92 3.33 3.38 3.03 

2A c68 5.93 5.61 5.98 2.99 3.20 3.17 3.47 

2B cTM 5.96 5.65 6.14 3.17 3.52 3.49 3.76 

3 AbRT 5.93 5.64 5.98 2.99 3.65 3.34 3.62 

4 ArQS 5.97 5.65 5.91 nd 2.94 2.63 3.72 

5 cTM 6.01 5.70 6.19 3.19 3.54 3.52 3.73 

6 VER 5.95 5.76 5.59 2.48 2.13 2.64 2.54 

7 APT 5.95 5.69 6.00 3.12 3.16 3.19 3.47 

8 c68 5.97 5.63 6.06 3.13 3.40 3.31 3.62 

9 cTM 5.94 5.69 6.13 3.23 3.43 3.45 3.65 

10 cTM 5.94 5.68 6.20 3.19 3.46 3.52 3.86 

11A SKB 5.96 5.61 6.00 2.80 3.13 3.10 3.14 

11B SaB 5.97 5.66 5.97 nd 3.89 3.51 3.94 

12 cTSM 6.44 6.17 5.86 2.65 nd nd nd 

13 cTM 5.98 5.73 6.21 3.22 3.47 3.47 3.67 

 
 

 

 

 

Table 8. Overall mean estimates and inter-laboratory variation for potency relative to the 3
rd

 

HBV WHO International Standard (sample 1) log10 IU/mL for quantitative assays - based on an 

assigned unitage of the International Standard of 850,000 (5.93 log10) IU/mL. 

 

 

Sample No. of 

datasets 

Mean Min Max SD %GCV 

S2: 10/266 (gt.A) 14 5.96 5.94 6.01 0.02 5 

S3: SRR (gt.A) 14 5.67 5.61 5.76 0.04 10 

S4: NS (gt.C) 14 6.02 5.59 6.21 0.16 46 

S5: WR (gt.C) 12 3.03 2.48 3.23 0.22 67 

S6: HBVpl (gt.D) 14 3.30 2.13 3.89 0.41 159 

S7: HBVpl (gt.E) 14 3.27 2.63 3.52 0.30 100 

S8: HBVpl (gt.A) 14 3.51 2.54 3.94 0.38 138 

 

 

 

  



WHO/BS/2016.2291 

Page 17 

 
 

Table 9. Overall mean estimates and inter-laboratory variation for potency relative to the 3
rd

 

HBV WHO International Standard (sample 1) log10 IU/mL for quantitative assays - based on an 

assigned unitage of the International Standard of 850,000 (5.93 log10) IU/mL, excluding datasets 

from laboratories 9, 10 and 13 using the cTM assay. 

 

 
Sample No. of 

datasets 

Mean Min Max SD %GCV 

S2: 10/266 (gt.A) 11 5.96 5.93 6.01 0.02 5 

S3: SRR (gt.A) 11 5.66 5.61 5.76 0.04 10 

S4: NS (gt.C) 11 5.98 5.59 6.19 0.16 43 

S5: WR (gt.C) 9 2.97 2.48 3.19 0.23 69 

S6: HBVpl (gt.D) 11 3.26 2.13 3.89 0.46 189 

S7: HBVpl (gt.E) 11 3.21 2.63 3.52 0.31 106 

S8: HBVpl (gt.A) 11 3.46 2.54 3.94 0.41 155 

 

 

 

Table 10. Overall mean estimates and inter-laboratory variation for potency relative to the 

candidate 4
th

 HBV WHO International Standard (sample 2) log10 IU/mL for quantitative assays - 

based on a candidate unitage of 955,000 (5.98 log10) IU/mL. 
 

 
Sample No. of 

datasets 

Mean Min Max SD %GCV 

S3: SRR (gt.A) 14 5.69 5.64 5.79 0.04 10 

S4: NS (gt.C) 14 6.04 5.62 6.24 0.16 45 

S5: WR (gt.C) 12 3.05 2.51 3.27 0.22 66 

S6: HBVpl (gt.D) 14 3.32 2.16 3.90 0.41 157 

S7: HBVpl (gt.E) 14 3.28 2.64 3.56 0.30 98 

S8: HBVpl (gt.A) 14 3.53 2.57 3.95 0.38 138 
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Table 11. Overall mean estimates and inter-laboratory variation for potency relative to the 

candidate 4
th

 HBV WHO International Standard (sample 2) log10 IU/mL for quantitative assays - 

based on a candidate unitage of 955,000 (5.98 log10) IU/mL, excluding datasets from laboratories 

9, 10 and 13 using the cTM assay. 

 

 

Sample No. of 

datasets 

Mean Min Max SD %GCV 

S3: SRR (gt.A) 11 5.68 5.64 5.79 0.04 10 

S4: NS (gt.C) 11 5.99 5.62 6.16 0.15 41 

S5: WR (gt.C) 9 2.99 2.51 3.18 0.22 66 

S6: HBVpl (gt.D) 11 3.28 2.16 3.90 0.46 186 

S7: HBVpl (gt.E) 11 3.22 2.64 3.52 0.31 103 

S8: HBVpl (gt.A) 11 3.47 2.57 3.95 0.40 153 

 

 

 

Table 12. Intra-laboratory SD of log10 IU/mL and %GCV for quantitative assays.  

 

 

Lab Assay SD %GCV 

1 kPCR 0.05 13 

2A c68 0.03 7 

2B cTM 0.05 12 

3 AbRT 0.03 8 

4 ArQS 0.17 47 

5 cTM 0.04 11 

6 VER 0.06 15 

7 APT 0.08 21 

8 c68 0.03 6 

9 cTM 0.05 11 

10 cTM 0.07 16 

11A SKB 0.09 24 

11B SaB 0.05 13 

13 cTM 0.05 13 

      

Overall  0.07 18 
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Figure legends 

 
Figure 1. Individual laboratory mean estimates for study samples 1-8 (a-h respectively) 

obtained using qualitative or quantitative NAT assays. Each box represents the mean estimate 

from each laboratory assay and is labeled with the laboratory and assay code. Boxes are also 

colour coded by assay. 

 

Figure 2. Relative potencies of samples 2-8 against sample 1 (a-g respectively), for each 

qualitative or quantitative assay. Units are expressed as candidate log10 IU/mL. Each box 

represents the relative potency for each laboratory assay and is labeled with the laboratory and 

assay code. Boxes are also colour coded by assay. 
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Figure 1 

 

 

a Sample 1 
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b Sample 2 
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c Sample 3 
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d Sample 4 
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e Sample 5 
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f Sample 6 
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g Sample 7 
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h Sample 8 
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Figure 2 

 

a Sample 2 relative to Sample 1 
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b  Sample 3 relative to Sample 1 
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c Sample 4 relative to Sample 1 
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d  Sample 5 relative to Sample 1 
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e  Sample 6 relative to Sample 1 
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f  Sample 7 relative to Sample 1 
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g  Sample 8 relative to Sample 1 
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Appendix 1 
 

Collaborative study participants  
(In alphabetical order by country) 

 

Name Laboratory Country 

Kejian Li National Institutes for Food and Drug Control 

(NIFDC), Beijing 

China 

Dr. Michael Chudy Paul-Ehrlich-Institut, Langen Germany 

Dr. Giulio Pisani, 

Dr. Francesco Marino 

National Center for Immunobiologicals Research 

and Evaluation (CRIVIB), Istituto Superiore Di 

Sanita, Rome 

Italy 

Dr. Saeko Mizusawa 

 

Dept. of Safety Research on Blood and Biological 

Products, National Institute of Infectious Diseases, 

Tokyo  

Japan 

Dr. Yi-Chen Yang, 

Yi-Ting Chen 

Taiwan Food and Drug Administration (TFDA), 

Taipei City 

Taiwan 

Mark Hampson QIAGEN Manchester Ltd., Skelton House, Lloyd 

Street North, Manchester 

UK 

Rehan Minhas National Institute for Biological Standards and 

Control (NIBSC), Potters Bar 

UK 

Dr. Carolyn Mullen 

 

Abbott Molecular Inc., Des Plaines, IL USA 

Dr. Lokesh Bhattacharyya, 

Kori Francis 

Center for Biologics Evaluation and Research, 

Food and Drug Administration, Silver Spring, MD 

USA 

Bryndon Lembke,  

Nicole Malikowski-Hoffarth 

Beckman Coulter, Chaska, MN USA 

Dr. Kui Gao Hologic Inc., San Diego, CA USA 

Dr. Hong Wang Roche Molecular Systems, Inc., Branchburg, NJ USA 

Lovedeep Grewal Siemens Healthcare Diagnostics, Berkeley, CA USA 
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Appendix 2 – Study protocol  
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Appendix 3 - Proposed instructions for use                                                                                                          



WHO/BS/2016.2291 

Page 40 
 

  



WHO/BS/2016.2291 

Page 41 

 
 

 



 

 

 


