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Summary 
 
Background and aim: 
The ratio of VWF propeptide/VWF:antigen (VWFpp/VWF:Ag) can be used to identify 
bleeding disorders associated with decreased half-life of VWF in the circulation (eg. type 1 
von Willebrand disease with increased clearance, acquired von Willebrand syndrome).  
Although there is an agreed international unitage (IU) for VWF:Ag, there is no agreed IU for 
VWFpp.  This collaborative study has been undertaken to assess the inter-laboratory 
variability of VWFpp (and VWF:Ag) estimates and to calibrate  the WHO 6th IS FVIII/VWF 
Plasma (07/316) with an agreed unitage for VWFpp.   
 
Methods and Results: 
An international multi-centre collaborative study involving 13 laboratories was undertaken to 
test two freeze-dried plasma samples, the WHO 6th IS FVIII/VWF Plasma (WHO IS Plasma) 
and the SSC/ISTH Secondary Coagulation Standard Lot #3 (SSC Lot #3) for VWFpp and 
VWF:Ag relative to the participants’ local reference materials. 
   
The inter-laboratory variability for VWFpp estimates was surprisingly low for both freeze-
dried plasma samples (GCVs 8.1%, 8.8%) considering that different local reference materials 
were used in each laboratory.  This variability was reduced even further (GCV 3.0%) when 
estimates were calculated relative to the same plasma sample (SSC Lot #3 vs WHO IS Plasma) 
indicating that the different methodologies for VWFpp estimation are generally in good 
agreement and that the availability of an international reference material/unitage could further 
improve agreement between laboratories.  The inter-laboratory variability for VWFpp 
estimates was sufficiently low to allow the assignment of consensus mean values to both the 
WHO IS Plasma and the SSC Lot #3 of 1.03 IU/ampoule and 1.01 IU/ml respectively. 
 
The inter-laboratory variability for VWF:Ag estimates, relative to local reference materials 
(GCVs 12.2%, 12.0%), was larger than that found for VWFpp estimates despite the 
availability of the WHO IS Plasma for calibration of VWF:Ag.  This larger variability is 
probably caused by inaccurate calibration of the local reference materials rather than different 
methodologies since the variability was greatly reduced (GCV 3.5%) when all laboratories 
compared the same plasma samples (SSC Lot #3 vs WHO IS Plasma). 
 
This study indicates that improved agreement between laboratories in the estimation of the 
VWFpp/VWF:Ag ratio could be achieved through the establishment of a WHO IS with 
agreed unitage for VWFpp but there is also a need for better harmonisation in the calibration 
of local references for VWF:Ag. 
 
Proposal: 
It is proposed that the WHO 6th IS FVIII/VWF Plasma (07/316) be assigned a value of 1.03 
IU/ampoule for von Willebrand factor propeptide.
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Introduction and objectives of the study 
  
Determination of the ratio for VWF propeptide/VWF:antigen (VWFpp/VWF:Ag) has 
diagnostic applications for conditions associated with decreased half-life of VWF in the 
circulation (eg. type 1 von Willebrand disease with increased clearance, acquired von 
Willebrand syndrome) (1,2).  Although there is an agreed international unitage (IU) for 
VWF:Ag, currently assigned to the WHO 6th IS FVIII/VWF Plasma, there is no agreed IU for 
VWFpp.  Laboratories therefore rely on local or “unofficial” reference preparations for 
VWFpp estimation with consequent potential for considerable inter-laboratory variability as 
well as problems of long-term continuity.  The present study was undertaken with the 
following objectives: 
- to assess the inter-laboratory variability of VWFpp (and VWF:Ag) estimates  
- to assign a value for VWFpp to the WHO 6th IS FVIII/VWF Plasma (07/316). 
Assignment of a value for VWFpp to the WHO 6th IS FVIII/VWF Plasma will provide long-
term continuity for the VWFpp unit and should lead to improved agreement between 
laboratories by providing a traceable route for the calibration of all secondary working 
standards. 
 
These objectives have been addressed in the present collaborative study through the testing of 
two lyophilized plasma samples, WHO 6th IS FVIII/VWF Plasma (WHO IS Plasma) and the 
SSC/ISTH Secondary Coagulation Standard Lot #3 (SSC Lot #3) relative to local reference 
preparations for VWFpp and VWF:Ag.  This study has allowed the assessment of the inter-
laboratory variability for both analytes and also given the opportunity to assign a value for 
VWFpp to the WHO 6th IS FVIII/VWF Plasma.  This project was endorsed by WHO ECBS 
in October 2010. 
 

The unitage for VWF propeptide 
 
The test for VWFpp is already established in many laboratories and the majority of results are 
reported relative to local reference plasmas which have assigned values in units where 1 unit 
is equivalent to the VWFpp in 1 ml of pooled normal plasma.  In order to minimize 
discontinuity of the unitage, when a value is assigned to the WHO IS Plasma, it was proposed 
that this concept should be continued.  It was agreed that the WHO IS Plasma should be 
assigned the consensus mean value of estimates calculated relative to the local reference 
plasmas and, following the precedent for other standards in the haemostasis field, the assigned 
value will be labeled in International Units (IU) (3).  
 

Samples included in the collaborative study 
 
WHO 6th IS Factor VIII/von Willebrand factor, plasma (07/316) (WHO IS 
Plasma) – this is the current WHO International Plasma Standard for factor VIII:C, factor 
VIII:antigen, VWF:antigen, VWF:ristocetin cofactor and VWF:collagen binding.  This 
standard was prepared in accordance with WHO recommendations (4) and was established in 
2009.  Full details of the collaborative study and the physical properties of the ampouled 
material are available in ECBS report WHO/BS/09.2116 (5). 
 
SSC/ISTH Secondary Coagulation Standard Lot #3 (SSC Lot #3) – this 
secondary standard consists of a freeze-dried pooled normal plasma, calibrated for 20 analytes, 



WHO/BS/2011.2171 
Page 4 
 

 

and is available to manufacturers for the value assignment of commercial plasma reference 
preparations. 
 
Local in house reference for VWFpp – this was provided by the participants in the 
collaborative study and details are given in Appendix 1. 
 
Local in house reference for VWF:Ag - this was provided by the participants in the 
collaborative study and details are given in Appendix 1. 
 

Participants and Study Design 
 
Samples were despatched in October 2010 to 13 laboratories (7 countries) comprising 8 
clinical laboratories and 5 manufacturers (Appendix 2).  Each laboratory has been assigned a 
confidential code number which does not relate to the list order in Appendix 2.  Participants 
were requested to follow their routine methodology as far as possible within the specified 
assay design (Appendix 3).  Each laboratory performed a total of 4 assays for VWFpp and 4 
assays for VWF:Ag using fresh ampoules/vials of WHO IS Plasma and SSC Lot #3 and fresh 
samples of local in house references in each assay.  It was requested that the 4 assays be 
performed over at least 2 different days with each assay following a balanced design 
including multiple dilutions of each test sample to allow the generation of a dose-response 
relationship for each preparation.  Details of the methods used by the participants are listed in 
Appendix 1 together with the assigned values for the local reference preparations.  All 
VWFpp methods were ELISA-based: 5 laboratories used reagents provided in the GTI 
Diagnostics kit; 5 laboratories used antibodies provided by Sanquin and 3 laboratories used in 
house methods and reagents.  Twelve out of thirteen laboratories used ELISA methods for 
VWF:Ag: 5 laboratories used reagents provided in the GTI Diagnostics kit; 4 laboratories 
used antibodies purchased from Dako; 3 laboratories used in house methods and reagents.  
One laboratory used the Siemens turbidimetric method for VWF:Ag. 
 

Local Reference Materials 
 
VWFpp: 8 laboratories used frozen normal plasma pools as local references; 1 laboratory 
used a lyophilised, pooled normal plasma; 2 laboratories used a single GTI kit calibrator; 1 
laboratory used a purified preparation of recombinant VWFpp and 1 laboratory used frozen 
aliquots of SSC Lot #3 (Appendix 1).  Value assignments were in units per ml for all 
laboratories except for laboratories 1 (mg/ml) and 10 (nM); values in units were either 
arbitrarily assigned (1.0 u/ml) or were based on the value for VWF:Ag.   
 
VWF:Ag:  7 laboratories used frozen normal plasma pools as local references; 1 laboratory 
used a lyophilised, pooled normal plasma; 2 laboratories used the WHO 1st IS VWF 
Concentrate; 2 laboratories used a single GTI kit calibrator; 1 laboratory used frozen aliquots 
of SSC Lot #3 (Appendix 1).  Value assignments were in International Units (IU) per ml 
traceable to the WHO International Standards except for laboratory 10 where the assigned 
value was in ug/ml. 
 
Note on laboratories using the GTI kit method: the 5 laboratories using the GTI kit 
routinely estimated VWFpp and VWF:Ag relative to the kit control samples rather than a 
local reference material.  However, in the present study these laboratories altered their routine 
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procedure by including a “temporary” local reference material which consisted of a frozen 
normal plasma pool (labs 3, 12, 13) or one of the GTI kit calibrators (labs 2, 7).  Three of 
these laboratories (labs 7, 12, 13) also estimated VWFpp and VWF:Ag in all preparations 
(including the local reference) relative to the GTI kit controls.  In order that the results were 
most representative of routine procedure it was decided to include the results calculated by the 
participants relative to the GTI kit controls where possible (labs 7, 12, 13) rather than against 
the “temporary” local reference materials. 
 

Statistical Analysis 
 
All assays were analysed as multiple parallel line bioassays comparing response to log 
concentration (6).  Linear and parallel response lines are required for this type of analysis and, 
if necessary, the responses were log transformed to achieve this.  The parallelism of the assays 
was assessed by comparing the slopes of the dose-responses across the assays.  For each 
VWFpp and VWF:Ag assay the estimates for the WHO IS Plasma and SSC Lot #3 were 
calculated relative to the local reference preparations.  In addition, for each VWFpp and 
VWF:Ag assay, the estimates for the SSC Lot #3 were calculated relative to the WHO IS 
Plasma (using an arbitrary value of 1.0 units/ml for VWFpp and the assigned value of 1.00 
IU/ml for VWF:Ag).  Combined potency estimates for each laboratory were obtained by 
taking unweighted geometric means of results from all assays.  Overall combined estimates 
were obtained by taking unweighted geometric means of the mean results from the different 
laboratories.  Differences in potency estimates between laboratories (outlier detection) were 
assessed using Grubb’s test (7).  Intra- and inter-laboratory variability is expressed as the 
geometric coefficient of variation (GCV%) (8).  
 
 

Results 
 
General comments on the statistical analysis 
 
A total of 52 assays were received for each method and all were valid for inclusion in the 
analysis.  For two assays of VWFpp it was necessary to exclude the response from a single 
dilution in order to achieve linearity, otherwise all data was included.  All laboratories 
reported VWFpp results as units/ml except for Labs 1 & 10 (mg/ml and nM respectively); the 
results from these 2 laboratories were not included in the overall mean value for estimates 
relative to local references.  All laboratories reported VWF:Ag results as IU/ml except for 
laboratory 10 (ug/ml); these results were not included in the overall mean value for estimates 
relative to local references.  There were no outlying results for VWFpp or VWF:Ag.   
 
von Willebrand factor propeptide 
 
Intra- and inter-laboratory variability of estimates.  Estimates of intra-laboratory 
variability were based on the 4 independent assays returned by each participant and ranged 
from GCV of 1.0% to 17.0%.  Variability was generally low with 34 out of 39 datasets with 
GCV below 10% and 21 out of 39 datasets with GCV below 5% (Tables 1 & 2).  Inter-
laboratory variability was very similar for the estimates of the WHO IS Plasma and the SSC 
Lot #3 relative to the local reference materials with GCVs of 8.1% and 8.8% respectively.  
This variability is low considering the use of different local reference materials in each 
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laboratory.  As expected the inter-laboratory variability for estimates comparing the SSC Lot 
#3 relative to the WHO IS Plasma was considerably lower with a GCV of 3%.  
 
VWFpp estimates relative to local reference materials.  Mean laboratory estimates 
returned as units/ml for the WHO IS Plasma and the SSC Lot #3, relative to the local 
reference materials, both ranged from 0.92 to 1.21 units/ml with overall means of 1.03 
units/ml (n=11) and 1.01 units per ml (n=11) respectively and there were no outlying results 
(Table 1, Figures 1 & 2).  There were no significant differences between estimates obtained 
using the Sanquin reagents (n=5) and the GTI kit (n=5) for both the WHO IS Plasma (p=0.81) 
and SSC Lot #3 (p=0.64). 
 
VWFpp estimates for SSC Lot #3 relative to WHO IS Plasma.  Using an arbitrary 
assigned value of 1.00 units/ml for the WHO IS Plasma, the relative estimates for SSC Lot #3 
ranged from 0.94 to 1.03 units/ml with an overall mean of 0.98 units/ml (Table 2, Figure 3).  
There was no significant difference (p=0.45) between estimates obtained using the Sanquin 
reagents (n=5) and the GTI kit (n=5). 
 
 von Willebrand factor antigen 
 
Intra- and inter-laboratory variability of estimates.  Estimates of intra-laboratory 
variability were based on the 4 independent assays returned by each participant and ranged 
from GCV of 0.6% to 23.9%.  Variability was generally low with 34 out of 39 datasets with 
GCV below 10% and 22 out of 39 datasets with GCV below 5% (Tables 3 & 4).  Inter-
laboratory variability was very similar for the estimates of the WHO IS Plasma and the SSC 
Lot #3 relative to the local reference materials with GCVs of 12.2% and 12.0% respectively.  
As expected the inter-laboratory variability for estimates comparing the SSC Lot #3 relative 
to the WHO IS Plasma was considerably lower with a GCV of 3.5%.  
 
VWF:Ag estimates relative to local reference materials.  Mean laboratory estimates 
returned as IU/ml, relative to the local reference materials, ranged from 0.73 to 1.09 IU/ml 
with overall mean of 0.93 IU/ml (n=12) for the WHO IS Plasma and from 0.85 to 1.22 IU/ml 
with overall mean 1.05 IU/ml (n=12) for the SSC Lot #3.  There were no outlying results 
(Table 3). 
   
VWF:Ag estimates for SSC Lot #3 relative to WHO IS Plasma.  Mean laboratory 
estimates ranged from 1.06 to 1.22 IU/ml with an overall mean of 1.13 IU/ml (Table 4).   
 
 
Ratios of VWFpp/VWF:Ag 
 
Ratios for the WHO IS Plasma and SSC Lot #3, relative to the local references, ranged from 
0.844 to 1.346 and from 0.760 to 1.129 respectively with inter-laboratory variability (GCV) of 
14.5 and 14.3% respectively (Table 5).  Ratios for the SSC Lot #3, relative to the WHO IS 
Plasma ranged from 0.820 to 0.953 with inter-laboratory variability of 3.8%. 
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Discussion 
 
The estimation of VWFpp currently relies on the use of local reference preparations which 
have been assigned arbitrary values in the absence of an agreed VWFpp unit.  The main 
objectives of this study were to investigate, a) the inter-laboratory variability of VWFpp 
estimates and, b) the possibility of assigning a value for VWFpp to the WHO 6th IS 
FVIII/VWF Plasma (07/316).  All of the data returned by the participants were statistically 
valid, however, the following conclusions have certain qualifications: 
- two out of the 13 laboratories (labs 1 & 10) did not report VWFpp estimates in units/ml and 
therefore these laboratory estimates, relative to the local references, were not included in the 
overall combined results.  However, the results from all laboratories were included in the 
comparison of the SSC Lot #3 relative to the WHO IS Plasma. 
- in order to include the results which were most representative of routine testing it was 
decided to use the VWFpp estimates calculated by laboratories 7, 12 and 13, relative to the 
GTI kit controls, rather than to use estimates calculated relative to the “local reference 
materials” which were only introduced for this study.  
 
Variability of VWFpp estimates 
The inter-laboratory variability for estimates of the WHO IS Plasma (GCV 8.1%) and the 
SSC Lot #3 (GCV 8.8%), relative to the local reference materials, was low considering that 
different local reference materials, with arbitrary value assignments, were used in most 
laboratories.  However, the inter-laboratory variability was further reduced considerably 
(GCV 3.0%) when all laboratories compared the same materials (SSC Lot #3 vs WHO IS 
Plasma).  This is an indication that the different methodologies for VWFpp estimation are in 
good agreement and that an international reference material/unitage could lead to further 
improvement in agreement between laboratories.  
 
Proposed value assignment for VWFpp 
The objective of assigning a value for VWFpp to a reference material would be to provide a 
single traceable source for the calibration of all secondary (working) standards.  Ideally this 
reference preparation should fulfil the requirements for homogeneity, longevity and stability 
and this could be achieved by the assignment of a value to the WHO 6th IS FVIII/VWF 
Plasma.  The most obvious approach to value assignment  for VWFpp would be to apply the 
consensus mean of estimates calculated relative to the local reference materials in units/ml, as 
given in Table 1, since this would be consistent with the convention currently followed by the 
majority of laboratories.  The validity of the consensus mean approach is further supported by 
the low inter-laboratory variability (GCV) of 8.1% for estimates of the WHO IS Plasma 
relative to the local reference materials.  It is therefore proposed that a VWFpp value of 1.03 
IU/ampoule be assigned to the WHO 6th IS FVIII/VWF Plasma.  Subject to acceptance of this 
assignment by WHO it will be then be valid to calibrate the secondary standard, SSC Lot #3, 
using the estimates relative to the WHO IS given in Table 2.   
 
Estimates for VWF:Ag 
The determination of VWF:Ag was included in the present study since the recognition of a 
reduced plasma half-life for VWF is based on the VWFpp/VWF:Ag ratio.  Hence the 
variability of the ratio will be dependent on the variability of both VWFpp and VWF:Ag 
estimates.  It is surprising to note that, despite the existence of the WHO IS Plasma with an 
agreed IU for VWF:Ag, estimates of VWF:Ag in both the WHO IS Plasma and the SSC Lot 
#3, relative to the local references, were more variable (GCVs 12.2 and 12.0% respectively) 
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than estimates of VWFpp (GCVs 8.1 and 8.8% respectively).  This larger variability for 
VWF:Ag is probably caused by the inaccurate calibration of the local reference materials 
rather than from effects of different methodologies since the inter-laboratory variability for 
VWF:Ag when the same samples were compared (SSC Lot #3 vs WHO IS Plasma) was 
reduced greatly (GCV 3.5%). 
 
Ratios of VWFpp/VWF:Ag 
As expected the inter-laboratory variability for ratios of the WHO IS Plasma and SSC Lot #3, 
relative to the local reference materials (GCVs 14.5 and 14.3% respectively) exceeded the 
inter-laboratory variability of the individual VWFpp and VWF:Ag estimates.  However, the 
inter-laboratory variability of the ratios was reduced greatly (GCV 3.8%) when the estimates 
were calculated relative to the same reference material (SSC Lot #3 vs WHO IS Plasma) and 
this indicates that the calibration of the local reference materials, rather than methodological 
differences, is probably the largest cause of variability.   
 
Overall this study indicates that increased agreement between laboratories in the estimation of 
the VWFpp/VWF:Ag ratio may be achieved through the establishment of a WHO IS with 
agreed unitage for VWFpp but there is also a need for better harmonisation in the calibration 
of local references for VWF:Ag. 
 
 

Proposal for value assignment 
 
It is proposed that the WHO 6th IS FVIII/VWF Plasma (07/316) be assigned a value for VWF 
propeptide of 1.03 IU per ampoule. 
 

 
Responses from study participants and the SSC/ISTH von 
Willebrand factor sub-committee 
 
Responses in agreement with the proposal for value assignment of the WHO 6th IS 
FVIII/VWF Plasma have been obtained from all 13 collaborative study participants.  In 
addition the report has been circulated to 8 co-chairs and 16 experts associated with the 
SSC/ISTH von Willebrand factor sub-committee and all have agreed to the proposal.  It was 
subsequently endorsed at the ISTH/SSC Sub-committee Meeting, held in Kyoto, Japan on 23-
24 July 2011. 
 
 

Stability Studies 
 
Accelerated degradation study for VWFpp in the WHO 6th IS FVIII/VWF 
Plasma (07/316) 
Stability of VWFpp in the WHO 6th IS FVIII/VWF Plasma (07/316) has been assessed in an 
accelerated degradation study which allows the estimation of predicted loss per year based on 
the observed loss occurring in ampoules stored at elevated temperatures (9).  One laboratory 
(number 5) has measured the residual potencies of ampoules stored at +4, +20 and +37 oC for 
2 years 9 months relative to ampoules stored at -20 oC (Table 6).  The results indicate that 
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VWFpp, in the WHO 6th IS, is extremely stable when stored at -20 °C with a mean loss of 
0.04 % per year. 
 
Stability of VWFpp in the WHO 6th IS FVIII/VWF Plasma (07/316) after 
reconstitution. 
 
The stability of VWFpp in the reconstituted standard has been investigated in order to provide 
a guide to users.  Results from two independent tests have indicated a mean of 103% of the 
zero time VWFpp concentration remains after storage of the reconstituted standard in a plastic 
tube for 4 hours on melting ice.  The stability of VWFpp after reconstitution is therefore 
consistent with the details already provided in the Instructions for Use. 
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TABLE 1 Estimates for VWFpp (units/ml) in WHO 6th IS Plasma and SSC Lot#3 
relative to local reference preparations 

WHO IS Plasma vs Local 
Reference 

 

SSC Lot #3 vs Local Reference Lab No. 

Mean GCV% Mean GCV% 
1 (ng/ml) 510.82 4.1 493.50 1.8 

2 1.02 2.6 1.02 3.4 
3 1.21 5.5 1.21 2.8 
4 0.92 2.2 0.92 7.1 
5 1.05 2.4 0.98 3.9 
6 0.97 3.4 0.95 4.3 
7 0.94* 4.6* 0.94* 2.7* 
8 1.05 7.7 1.05 7.6 
9 1.13 4.3 1.14 5.6 

10 (nM) 5.59 9.5 5.80 5.2 
11 1.03 1.8 0.97 17.0 
12 1.06* 8.1* 1.04* 12.3* 
13 1.01* 5.9* 0.97* 3.5* 

Overall mean 
GCV% 

1.03 (n=11) 
8.1 

 1.01 (n=11) 
8.8 

 

Overall mean values exclude results from Labs 1 & 10 which are not in units/ml;  
* - mean of values calculated by participants relative to the GTI kit controls 
 
 
TABLE 2 Estimates for VWFpp (units/ml) in SSC Lot #3 relative to the WHO 6th IS 
Plasma (arbitrary 1.0 unit/ml) 

SSC Lot #3 vs WHO IS Plasma 
 

Lab No. 

Mean GCV% 
1 0.96 4.1 
2 1.00 3.9 
3 1.00 7.2 
4 1.00 7.8 
5 0.94 2.7 
6 0.99 7.2 
7 1.00 6.7 
8 1.00 1.0 
9 1.01 2.9 
10 1.03 12.7 
11 0.94 16.7 
12 0.96 11.4 
13 0.96 4.9 

Overall mean 
GCV% 

0.98 (n=13) 
3.0 

 

NOTE:  All labs included in overall mean in Table 2 
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TABLE 3 Estimates for VWF:Ag (IU/ml) in WHO 6th IS Plasma and SSC Lot#3 
relative to local reference preparations 

WHO IS Plasma vs Local 
Reference 

 

SSC Lot #3 vs Local Reference Lab No. 

Mean GCV% Mean GCV% 
1  0.99 2.8 1.10 4.3 
2 0.92 2.1 1.03 3.6 
3 1.00 3.3 1.16 1.9 
4 1.09 6.1 1.21 1.8 
5 0.78 3.3 0.87 5.0 
6 1.04 16.7 1.22 10.0 
7 0.73* 5.3* 0.85* 4.1* 
8 0.87 4.4 1.06 4.7 
9 0.96 0.6 1.01 1.5 

10 (ug/ml) 11.13 6.0 12.92  2.6 
11 0.96 6.3 1.05 10.7 
12 0.96* 23.9* 1.09* 5.4* 
13 0.89* 3.3* 0.99* 3.0* 

Overall mean 
GCV% 

0.93 (n=12) 
12.2 

 1.05 (n=12) 
12.0 

 

Overall mean values exclude results from Lab 10 which are not in IU/ml;  
* - mean of values calculated by participants relative to the GTI kit controls 
 
 
TABLE 4 Estimates for VWF:Ag (IU/ml) in SSC Lot #3 relative to WHO 6th IS 
Plasma (assigned 1.00 IU/ml) 

SSC Lot #3 v WHO IS Plasma  
 

Lab No. 

Mean GCV% 
1 1.11 1.8 
2 1.12 4.5 
3 1.16 2.1 
4 1.11 5.6 
5 1.11 5.2 
6 1.16 12.2 
7 1.16 8.2 
8 1.22 6.9 
9 1.06 1.7 
10 1.16 4.5 
11 1.10 5.4 
12 1.14 5.5 
13 1.12 4.5 

Overall mean 
GCV% 

1.13 (n=13) 
3.5 

 

NOTE:  All labs included in overall mean in Table 4 
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TABLE 5 Ratios of VWFpp/VWF:Ag for WHO 6th IS Plasma and SSC Lot #3 
Lab No. WHO IS Plasma vs 

Local Reference 
SSC Lot #3 vs 

Local Reference 
SSC Lot #3 vs 

WHO IS Plasma 
1 - - 0.865 
2 1.109 0.990 0.893 
3 1.210 1.040 0.862 
4 0.844 0.760 0.901 
5 1.346 1.126 0.847 
6 0.933 0.779 0.853 
7 1.288 1.106 0.862 
8 1.207 0.991 0.820 
9 1.177 1.129 0.953 
10 - - 0.888 
11 1.073 0.924 0.855 
12 1.104 0.954 0.842 
13 1.135 0.980 0.857 

Overall mean 
GCV% 

1.120 (n=11) 
14.5 

0.972 (n=11) 
14.3 

0.868 (n=13) 
3.8 

Ratios relative to the local reference materials were calculated using the mean laboratory values from 
Tables 1 and 3.  Ratios for SSC Lot #3 relative to the WHO IS Plasma were calculated using the mean 
laboratory values from Tables 2 and 4. 
 
 
 
 
TABLE 6 Accelerated degradation study for VWFpp in the WHO 6th IS FVIII/VWF 

Plasma (07/316).   
   

Storage 
temperature 

(°C) 

Mean residual potency after 
2 years 9 months storage* 
(as % of -20 °C ampoules) 

Mean predicted loss 
(% per year) 

-20 
 

------ 0.04 % 

+4 
 

98.9 % 0.62 % 

+20 
 

92.3 % 2.87 % 

+37 
 

70.7 % 11.82% 

Mean residual potency for ampoules stored at elevated temperatures for 2 years 9 months and mean predicted 
loss (% per year).  *Results are means of 4 independent estimates 
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Figure 1 Mean laboratory estimates for VWFpp in the WHO 6th IS Plasma relative to 

the local reference materials expressed as percentage of the overall mean value 

VWF Propeptide

Potencies of WHO IS v local References as % of the mean (1.03)
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Figure 2 Mean laboratory estimates for VWFpp in the SSC Lot #3 relative to the local 

reference materials expressed as percentage of the overall mean value 

VWF Propeptide

Potencies of SSC Lot #3 v local References as % of the mean (1.01)
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Figure 3 Mean laboratory estimates for VWFpp in the SSC Lot #3 relative to the WHO 
6th IS Plasma expressed as percentage of the overall mean value 

VWF Propeptide

Potencies of SSC Lot #3 v WHO IS as % of the mean (0.98)
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Appendix 1    Details of Methods and Local Reference Materials 
 
 

Mabs - monoclonal antibodies;  * - results estimated by participants relative to kit controls 
rather than local reference materials were included in the study analysis 

VWF Propeptide 
 

VWF:Antigen Lab No 

Method 
 

Local Reference Method Local Reference 

1 Sanquin 
Mouse Mabs 

recomb VWFpp 
3.525 mg/ml 

Dako 
Rabbit polyclonal 

WHO 1st IS Conc 
11.0 IU/ml  

2 GTI kit 
Mabs 

single kit calibrator 
0.93 U/ml 

GTI kit single kit calibrator 
0.97 IU/ml 

3 GTI kit 
Mabs 

frozen normal pool 
1.03 U/ml 

GTI kit frozen normal pool 
1.03 IU/ml 

4 Sanquin 
Mouse Mabs 

frozen normal pool 
1 U/ml 

Dako 
Rabbit polyclonal 

frozen normal pool 
1.51 IU/ml 

5 Sanquin 
Mouse Mabs 

frozen normal pool 
1.00 U/ml 

Mouse Mab 
Rabbit polyclonal 

frozen normal pool 
0.98 IU/ml 

6 In house 
Mouse Mab 

Rabbit polyclonal 

frozen normal pool 
1 U/ml 

In house 
Rabbit polyclonal 

WHO 1st IS Conc 
11.0 IU/ml 

7* GTI kit 
Mabs 

*single kit calibrator 
 

GTI kit *single kit calibrator 
 

8 In house 
 

SSC #3 (frozen) 
1.06 U/ml 

In house SSC #3 (frozen) 
1.06 IU/ml 

9 Sanquin 
Mouse Mabs 

lyoph normal pool 
1.00 U/ml 

Siemens 
turbidimetric 

lyoph normal pool 
0.92 IU/ml 

10 Rabbit polyclonal frozen normal pool 
6.3 nM 

Dako 
Rabbit polyclonal 

frozen normal pool 
13 ug/ml 

11 Sanquin 
Mouse Mabs 

frozen normal pool 
1.00 U/ml 

Dako 
Rabbit polyclonal 

frozen normal pool 
1.02 IU/ml 

12* GTI kit 
Mabs 

*frozen normal pool 
unassigned 

GTI kit *frozen normal pool 
unassigned 

13* GTI kit 
Mabs 

*frozen normal pool 
unassigned 

GTI kit *frozen normal pool 
unassigned 
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Appendix 2 List of Participants 
 
 
Dr C Caron, Laboratoire d’Hématologie, Centre de Biologie Pathologie, CHR, Lille, France 
 
Dr HCJ Eikenboom, Dept of Thrombosis & Hemostasis, University Medical Center, Leiden, 
The Netherlands 
 
Mr M Blum, Baxter AG, Orth/Donau, Austria 
 
Dr D Lillicrap, Dept of Pathology & Molecular Medicine, Queen’s University, Kingston ON, 
Canada 
 
Dr Michelle Stapleton, GTI Diagnostics, Waukesha WI, USA 
 
Dr B Samor, LFB Biotechnologies, Lille, France 
 
Dr B Konkle, Hemostasis Reference Laboratory, Puget Sound Blood Center, Seattle WA, 
USA 
 
Dr K Mertens/Ms J M Rentenaar, Sanquin Blood Supply Foundation, Amsterdam, The 
Netherlands 
 
Ms A Riddell, Haemophilia Centre & Thrombosis Unit, Royal Free Hospital, London, UK 
 
Prof P Sie, Lab Hématologie, Hôpital Rangeuil, Toulouse, France 
 
Dr J Patzke, Siemens Healthcare Diagnostics Products GmbH, Marburg, Germany 
 
Dr RR Montgomery, Blood Research Institute, Milwaukee WI, USA 
 
Prof Dr PG de Groot/Dr M Roest, UMC Utrecht, The Netherlands 
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Appendix 3 Study Protocol 
 
STANDARDIZATION OF VWF PROPEPTIDE ESTIMATION 
 
OBJECTIVES 

 evaluation of inter-laboratory variability of VWFpp and VWF:Ag estimates and 
VWFpp/VWF:Ag ratio in the WHO 6th IS FVIII/VWF Plasma and the SSC/ISTH 
Secondary Coagulation Standard Lot #3 (SSC Lot #3), relative to local in house 
reference preparations 

 assignment of value for VWFpp to WHO 6th IS FVIII/VWF Plasma and SSC Lot #3 
by consensus mean of values relative to local in house reference preparations (subject 
to acceptable inter-laboratory agreement)   

 
1 SAMPLES INCLUDED IN THE ASSAYS 

 WHO 6th IS FVIII/VWF Plasma (07/316) – 10 ampoules provided 
 SSC/ISTH Secondary Coagulation Standard Lot #3 - 10 vials provided 
 Your local in house reference for VWFpp - 4 aliquots (for VWFpp assays only) 
 Your local in house reference for VWF:Ag - 4 aliquots (for VWF:Ag assays only) 

 
2 STORAGE AND RECONSTITUTION OF WHO 6th IS and SSC Lot #3 
Store the unopened ampoules/vials of WHO 6th IS and SSC Lot #3 at -20oC or below.  Allow 
the ampoules/vials to warm to room temperature before reconstitution.  Tap gently to ensure 
that all of the contents are in the lower part of the ampoules/vials.  Reconstitute by adding 1.0 
ml of distilled water.  Dissolve the contents with gentle agitation at room temperature.  When 
reconstitution is complete transfer the contents to stoppered plastic tubes, store at 4oC and 
begin the assays as soon as possible. 
 
3 STUDY PLAN 
You are requested to carry out a total of 4 assays for VWFpp and 4 assays for VWF:Ag using 
fresh ampoules/vials of WHO 6th IS and SSC Lot #3 and fresh samples of your local in house 
references in each assay.  In order to address the day-to-day variability please carry out the 
assays over at least 2 different days.  At least 4 dilutions of each preparation should be tested, 
in replicate, within each assay to allow the generation of a dose-response relationship for each 
preparation.  Dilutions should be chosen to fall on the steepest (most sensitive) portion of the 
dose-response curve and to provide maximum overlap between the different preparations.  
Please add the samples to the microplate in a balanced fashion which should be varied 
between the different assays, eg 
 
LocalRef WHO6thIS SSCLot#3 SSCLot#3* WHO6thIS* LocalRef* 
 
where each name refers to a set of 4 different dilutions (eg. 1/100, 1/200, 1/400, 1/800) and 
WHO6thIS and WHO6thIS* etc. refer to independent sets of dilutions (replicates) 
 
4 RESULTS 
Please insert the raw data and the calculated estimates from your assays on the EXCEL results 
sheets (sent by e-mail) to allow centralised analysis.  Please return the results sheets and 
questionnaire on methodology to: Dr A Hubbard, Haemostasis Section, Biotherapeutics 
Group, NIBSC, Blanche Lane, South Mimms, Potters Bar, Herts.  EN6 3QG  United 
Kingdom       Fax: +44 1707 641050   E-mail:  anthony.hubbard@nibsc.hpa.org.uk 
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Appendix 4 Instructions for Use 
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